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61-15  Esthet-X Micro Matrix Restorative     (Project 00-01)

Esthet-X  is a light-cure d micr o-hybrid res in com posite de signed f or use a s a direct re storative in a ll cavity
classes in the anterior and posterior dentition.  According to Dentsply/Caulk, it is also indicated for direct
veneering, cosmetic reshaping (e.g., incisal lengthening, diastema closure), and for indirect fabrication of
inlays, onlays, and veneers.  Dentsply/Caulk claims that Esthet-X has excellent polishability, beautiful
esthetics, is nonsticky with sculptable handling, and exhibits superior physical properties.  In short, the
company claims it is a resin composite that combines the polishability of a microfill with the physical
properties of a hybrid.  Esthet-X is available in 31 shades and three different opacities (opacious dentin,
body, and  transluce nt enam el) to enab le clinicians to r estore th e tooth with , as Den tsply/Caulk  terms  it,
"the natur al beauty of v ital teeth." 

Com pos itiona lly, Esth et-X  �s res in m atrix ( a ure than e-m odifie d Bis -GM A) is b ased on the m atrix u sed  in
TPH Spectrum.  The resin is filled to 60% by volume (77% by weight) with bariumalumino
fluorobo rosilic ate g lass  (BAF G) a nd na no-s ized s ilicon d ioxide  partic les.  T he BAFG  filler pa rticles  rang e in
size from 0.02 to 2.5 microns (with an average of from 0.6 to 0.8 microns) while the silicon dioxide
partic les ra nge  from  10 to  20 na nom eters .  Instructio ns re com me nd a s hort ( 20-s econd) lig ht cu ring tim e
for each  2-mm  increm ent.  The  produc t is provided  with TruM atch, an in novative "3 D" sha de guide  with
tabs that have been formed from various combinations of the different opacious, body, and translucent
shades.

Man ufacturer:
L.D. Caulk Division
Dentsply International, Inc.
P.O. Box 359
Milford, DE 19963-0359
(800) 532-2855
(302) 422-4511
(800) 788-4110 FAX
www.caulk.com

Suggested Retail Price:
$483.50 Compules Tips Complete System (item no. 630003)

-115 0.25-g Compules Tips (31 shades provided)
-one 4.5-mL bottle of Prime & Bond NT
-one 3-mL syringe of 34% Tooth Conditioner Gel
-1 TruMatch Shade Guide
-10 Enhance Finishing Discs
-25 Enhance Polishing Cups
-one 4-g  syringe of P risma Gloss  Fine Po lishing Pas te
-one 4-g  syringe of P risma Gloss  ExtraF ine Polishin g Paste
-one Enhance metal mandrel
-one Compules Tips Dispensing Gun
-one technique guide
-accessories

Government Price:
$290.00 Compules Tips Complete System (item no. and contents as listed above)

ADVANTAGES:
+ Excellent shade matching, polishability, and overall esthetics.
+ Users were impressed with large number of shades.
+ Handles well; easy to place and manipulate.
+ Requires only a 20-second light exposure for adequate curing.
+ Very high degree of radiopacity; can easily be distinguished from enamel on radiographs.
+ Comparable in hardness to other popular hybrid resin composites.



+ Com parable in diametral tensile strength to Z250 (3M).
+ Includes effective Enhance Finishing/polishing System.
+ Provide d with well-pe rform ing, easy-to- use de ntin bond ing produ ct.
+ Instruc tions are s upplem ented w ith high-qua lity, graphics-c ontaining te chnique  bookle t.
+ Lot numbers and expiration dates given for all components.
+ Provided with effective, innovative shade guide.
+ Provided with all necessary Material Safety Data Sheets (MSD Ss).

DISADVANTAGES:
-  Packaging design is poor.
-  Is too sen sitive to am bient light.
-  Too few compules are provided for the most commonly-used shades.
-  More expensive than several currently-available hybrid resin composites.

SUMMARY AND CO NCLUSIONS:
Esthet-X was well-received by clinical users who rated it very highly for its ease of handling, broad range
of shad es, eas y polishability, and e xcellent ov erall esthe tics.  The  kit is very com plete with bo nding ag ent,
polishing system, and custom  shade guide.  Esthet-X perform ed well in the DIS laboratory, and while more
expensive than several popular hybrid resin com posites, is comparable in cost to its direct competitor,
Point 4 (Kerr).  Arguably, the product �s main disadvantage is its current packaging design.  Among its poor
features are tray covers that can loosen and cause compules to spill from their containers.  Also, shade
numbers imprinted on the tray covers and compules are difficult to read and the compules � color-coded
tips are too similar in some cases  to make visual identification possible.  Users should note that Esthet-X
is somewhat sensitive to ambient light and can polymerize prematurely if being used for large restorations
where p lacem ent time  is longer.  Esthe t-X M icro M atrix  resin composite is rated Accep table  for use by
the federal dental services.

      (Col Charlton)

61-16  Point 4 Optimized Particle Composite System (Project 00-02)

Point 4 is a light-cured  �ultra-small particle � resin composite designed for use in all cavity classes in the
ante rior an d pos terior  dent ition.  K err c laim s tha t Poin t 4 comb ines  the polisha bility/es thetic s of a  mic rofill
with the stre ngth of a  hybrid.  It is available  in 22 sha des wh ich include  16 Vita-ind exed b ase sh ades, 3
extra-light s hades , and 3 tran slucent s hades .  Kerr claim s that this ra nge of s hades  provides  the user  with
the ability to create true, lifelike restorations.

Compositionally, Point 4 �s Bis-GMA resin matrix is based on the matrix used in its popular products,
Herculite XRV and Prodigy.  The resin is filled to 57.2% by volume (76% by weight) with barium
aluminoborosilicate glass and fumed silicon dioxide filler particles.  The filler particles have an average
size of 0.4 m icrons (h ence th e nam e  �Point 4 � ) and 90 % of the  particles a re sm aller than 0.8  micro ns. 
Kerr claims that by incorporating a  �polymerizable dispersant � it has been able to:  (1) increase the
perc enta ge fille r leve l and ( 2) us e filler p article s with  an av erag e size  that is  sm aller th an that tha n use d in
traditional hybrid resin composites.  This is purported to provide the material with excellent esthetics and
strength properties.

Man ufacturer:
Kerr Corporation
1717 W. Collins Avenue
Orange, CA 92867-9880
(800) 537-7123
(714) 516-7400
(714) 516-7633 FAX
www.kerrdental.com

Suggested Retail Price:
$238.50 Point 4 Unidose Kit (item no. 29685)

-50 0.2-g Unidose Tips (10 each of shades A2, A3, A3.5, XL2, T1)
-25 pouches of OptiBond Solo Plus
-two 3-g syringes of Kerr Gel Etchant
-one 5-mL bottle of OptiGuard Surface Sealant
-one Unidose Dispensing Gun
-accessories



Government Price:
$135.85 Point 4 Unidose Kit (item no. and contents as listed above)

ADVANTAGES:
+ Available in a wide range of shades and different opacities.
+ Overall esthetics was rated very highly by clinical evaluators.
+ Hand les extrem ely well; viscosity an d ease  of placem ent are e xcellent.
+ Adequate radiopacity; should not present the possibility of diagnostic misinterpretation on radiographs.
+ Comparable in hardness to other popular hybrid resin composites.
+ Com pactly pac kage d in a use r-friendly plas tic "tackle b ox."
+ Is supplied with an easy-to-use, unit-dose dentin bonding product, OptiBond Solo Plus.
+ Com es with su mm ary instruction  card for  bonding  agent.
+ Caps ule dispe nsing gu n is provide d in kit.
+ Unido se cap sules ha ve long no zzle that facilitates  direct plac eme nt.
+ All components have lot numbers and expiration dates on them.

DISADVANTAGES:
- Kit contains only 5 of the 22 available shades.
- Kerr data indicate Point 4 has a tensile strength less than that of Z100 (3M) and T PH (Dentsply/Caulk).
- More expensive than several currently-available hybrid resin composites.
- Requires a 40-second curing time.
- No M aterial Safe ty Data Sh eet shipp ed with pro duct.

SUMMARY AND CO NCLUSIONS:
Point 4 resin composite was very well-received by clinical users who particularly appreciated its ease of
handling and excellent overall esthetics.  In general, it performed well in the laboratory but did not
distinguish itself as being better than other hybrids with regard to tensile strength or hardness.  Its primary
disadvantage is that although it is available in a large number of shades, only five are provided in the
standard kit.  A growing trend among new resin composites is for their manufacturers to recommend a
shorter (i.e ., 20-sec ond) cu ring time  per 2-m m incr eme nt than the  standa rd 40-se cond d uration.  Po int 4
take s m ore tim e to p lace  beca use  it still uses a 4 0-se cond cur ing du ration  per in crem ent.  P oint 4 , while
more expensive than several popular hybrid resin composites, is comparable in cost to its direct
com petitor, Esth et-X (D entsply/Ca ulk).  Point 4  is rated Accep table  for use by the federal dental services.

      (Col Charlton)

61-17  Zaris Professional Tooth Whitening System (Project 00-09)

The Zaris Professional Tooth Whitening System is a carbamide peroxide home bleaching gel from 3M
Dental Products.  The mint-flavored gel is available in 10% and 16% concentrations and, according to 3M,
is most effective when used to lighten teeth that appear yellow, orange, or light brown.  The version of
Zaris evaluated by DIS contained six syringes of 16% carbamide peroxide gel, a travel case for the patient
tray, and a patient instruction card.  Product use instructions are provided for the dentist as well as
instructions for the technician for tray fabrication.  One-millimeter-thick clear tray blanks are provided and
are used with a vacuum machine to make the bleaching trays.  Two treatment options are listed for
patients:  daytime wear for 30 minutes twice a day or nighttime wear for one to two hours.  Overnight
application is also acceptable.  3M claims the product can produce a noticeable lightening in as few as
three days, however it usually takes one to two weeks to produce the desired result.  One of the
differences between the Zaris System and other products is that it comes with a polypropylene insert that
is applied to the cast prior to tray formation.  The insert bonds to the tray during fabrication and acts as a
rese rvoir f or the  gel.  T his ob viates  the need  for a m ore tim e con sum ing way of in corp oratin g a re serv oir
space, such as the use of blockout resin.

Man ufacturer:
3M
Dental Products Division
3M Health Care
3M Center, Bldg 275-2SE-03
St. Paul, MN 55144-1000
(800) 237-1650
(612) 733-8524
(800) 888-3132 FAX
www.3m.com/dental



Suggested Retail Price:
$312.50 Zaris Professional Tooth Whitening System, 16% (item number 6790-V) contains:

-six individual patient kits; each kit contains:
--six 2.4-g syringes of whitening gel
--one travel/storage case
--one laminated patient instruction card

-15 Zar is Gel Re tention Ins erts
-15 tray blanks
-staf f and  patient educa tion m ateria ls

--one easel-backed patient information tear-off pad
--one staff instruction sheet
--one tray fabrication instruction sheet
--reo rder  form  for ad ditional edu catio n m ateria ls

Government Price:
$187.50 Zaris Professional Tooth Whitening System, 16% (item number and contents as listed above)

ADVANTAGES:
+ All 10 patients treated in the evaluation reported being "Very Satisfied" or "Satisfied" with their results.
+ Ge l's high  visco sity he lps re tain it in  the tra y.
+ Comes with well-designed travel kit for storing tray and bleaching syringes.
+ pH matches the value claimed by manufacturer; should prevent enamel demineralization from gel during 
   treatm ent.
+ Tray insert is easier and quicker way of providing gel reservoir than traditional blockout/reservoir 
   methods.
+ Is available in 10% and 16% concentrations.
+ Clear, user-friendly instruction card for patients.
+ Expiration date clearly indicated on syringes.

DISADVANTAGES:
-  Som e clinic ians  ma y find th e tray m ateria l to be too th in and  lack  dura bility.
-  Some cases of thermal sensitivity and gingival irritation occurred during the evaluation.
-  More expensive per milliliter than several other popular products.
-  Not shipped with Material Safety Data Sheet (MSD S).

SUMMARY AND CO NCLUSIONS:
Zaris  was  judged to  be ve ry effe ctive b y clinicia ns an d pat ients  durin g this  evalu ation .  The  bleac hing g el is
appropriately thick which helped retain it in the tray.  Also contributing to its retention is a self-adhesive
strip that is used to facilitate the formation of a reservoir space during tray fabrication.  Some users,
however, may find the tray material to be thinner than they are used to.  The product, while effective, does
cause some of the common side effects reported for many popular bleaching products such as gingival
irritation and therma l sensitivity.  The gel �s mint flavor was acceptab le to patients but other products are
available in a range of flavors that may be more acceptable to some patients.  The product is not shipped
with its MSDS, which can be a pro blem for som e facilities, but 3M provides it after purchase.  Zaris is more
expensive per milliliter than several other popular products (e.g., Nupro Gold, Dentsply/Ash; VivaStyle,
Vivaden t; Opales cence , Ultraden t).  The Zaris Professional Tooth Whitening System is rated
Accep table  for use by the federal dental services.

    (Col Charlton)

61-18  A.S.A.P. Restore Resin Composite (Project 99-48)

According to its manufacturer, A.S.A.P. Restore is a microhybrid resin composite suitable for use as an
anterior and posterior restorative.  Product literature reports the resin is filled to 74% by weight (52% by
volume) with filler particles having an average size of 0.7 microns.  The filler is a combination of 0.7-
micron barium glass and 0.01-micron silica.

Although A.S.A.P. Restore is available in 16 shades indexed to the Vita shade guide (as well as 6 modifier
shades), the kit evaluated by DIS had seven Vita-indexed shades (A2, A3, A3.5, B2, B3, C2, D3).  The
resin is supplied in unit-dose capsules referred to as "ampules" and is provided with DMD's fifth-
generation dentin bonding agent, A.S.A.P. Primer/Bond.  The product and accessories are packaged in a
paperboard rectangular box with a removable paperboard cover.  Inside the box, a thin, plastic sheet
covers the tray to help keep the ampules within their individual wells.  The acid etchant and bonding agent
have lot numbers and expiration dates stamped on them, however the ampules bear only a shade



designation.  Their lot number and ex piration date appear on a stamp  affixed to the side of the box cover.

It is interesting to note that although the product is called A.S.A.P. Restore in DMD �s ordering/pricing
literature, the box bears the name Apollo Restore.  Similarly, product literature refers to the bonding agent
as A.S.A.P. Primer/Bond but the bottle has a label reading Apollo Dentin Bond.  "A.S.A.P. Restore" will be
used throughout this report when referring to the resin composite.

Man ufacturer:
Dental Medical Diagnostic Systems, Inc.
6416 Variel Avenue
Woodland Hills, CA 91367
(800) 399-0999
(818) 932-2300
(818) 595-0226 FAX
www.dmdcorp.com

Suggested Retail Price:
$199.99 A.S.A.P. Restore Ampule Kit (order number 010-1282) contains:

-70 0.3-g ampules (10 each of shades A2, A3, A3.5, B2, B3, C2, D3
-one 5-mL bottle of A.S.A.P. Primer/Bond
-one 4-g syringe of gel etchant
-accessories

Government Price:
$129.99 A.S.A.P. Restore Ampule Kit (contents and order number as listed above)

ADVANTAGES:
+ Nearly twice as radiopaque as required.
+ Comparable in hardness to other popular hybrid resin composites.
+ Requires only a 20-second light exposure for adequate curing.
+ Easy to polish.
+ One of the least expensive resin composites evaluated by DIS.
+ Ampules (i.e., capsules) are individually stamped with shade.

DISADVANTAGES:
-  Some users may find the resin is difficult to handle due to tackiness.
-  Bonding agent in kit was beyond its expiration date.
-  As delivered, resin composite and etching ge l were to expire in less than a year.
-  Small, plastic flecks from capsules were extruded with resin.
-  Product instructions and advertising brochure each recommend a different light curing time.
-  Requ ires particu lar gun dis pense r which is n ot provide d in kit.
-  Thin, plas tic tray cover p erm its capsu les to spill from  containm ent wells du ring shipm ent.
-  Not pro vided with s umm ary instruction  card for  bonding  agent.
-  No Material Safety Data Sheet included.

SUMMARY AND CO NCLUSIONS:
While A.S.A.P. Restore performed acceptably in the laboratory and is relatively inexpensive, it received
som e of the low est sco res and  harshe st com men ts from  clinical user s ever en counte red durin g a DIS
compo site evaluation.  While it performed adequa tely as an esthetic restorative material, the evaluators
were  disap pointed w ith its hand ling an d/or p ack aging .  For in stan ce, s om e use rs fe lt the re sin was tacky,
which made placement difficult.  Others were frustrated by the fact that the ampules (i.e., capsules) do not
fit all manufacturers � gun dispensers.  This is especially problematic because DMD does not include the
required  gun disp enser in th e kit.  In add ition, som e users  felt that the pro duct �s shad e ma tching ab ility
was  not as goo d as t hat o f othe r  com pos ites, a nd on e clinic ian no ted p lastic  flake s from th e am pules  in
the resin when it was dispensed.  Surprisingly, when the product was delivered to DIS for evaluation, the
bonding agent in the kits was beyond its expiration date and the composite �s expiration date was less than
a year away.  None of the evaluators recommended this product be used in their clinics in place of the
hybrid resin  currently us ed.  A.S.A.P. Restore is rated Marg inal for use by the federal dental services.

(Col Charlton)

Update:  A.S.A.P. Restore is now available from New Wave Dental, Inc. at (888) 913-9899.

 



61-19  Astropol Finishing and Polishing System    (Project 00-13)

The Astropol Finishing and Polishing System from Vivadent is a new product for finishing and polishing
resin-based restorative materials.  It consists of rubber points (small and large), cups, and disks in three
grits mounted on metal, latch-type mandrels.  The F (Finishers) grit is impregnated with silicon dioxide and
is used to remove excess resin and pre-polish the restoration.  The second grit, P (Polishers), also
contains silicon dioxide and is used for producing a high gloss with microfills.  The last grit, HP (High
Polishers), contains silicon dioxide and fine diamond particles to produce a high luster on the surface of
hybrid resin composites.  The Astropol Assortment Package contains 24 finishers/polishers in a 4 inch X 6
inch plastic bur block with a removable clear plastic cover.  Vivadent claims the finishers/polishers can be
autoclaved for multiple uses.

Man ufacturer:
Ivoclar North America
175 Pineview Drive
Amherst, NY 14228
(800) 533-6825
(716) 691-0010
(716) 691-2285 FAX
www.ivoclarna.com

Suggested Retail Price:
$99.00 Astropol Finishing and Polishing System Assortment Package (item number 557625)

-12 F Finishers
-8 P Polishers
-4 HP Polishers

Government Price:
$35.50 Item num ber and contents as listed above

ADVANTAGES:
+ Various sizes and shapes allow for good access for finishing/polishing.
+ Metal-less finishing disks prevent marring of the restoration's surface during finishing.
+ All points, cups, and disks are pre-mounted on latch mandrels for rapid placement in handpiece.
+ Can be autoclaved for multiple uses.
+ Co ncise inst ructio n boo klet d esc ribes  prod uct use c learly.
+ Provided with Material Safety Data Sheet (MSD S).

DISADVANTAGES:
-  Finish produced was generally adequate, but two of the five users felt it was inferior to that achieved 
   with other products.
-  F finishers are inefficient at removing excess composite.
-  Too few HP-grit polishers are provided.
-  Disks have a thicker edge than those of other products (e.g., Sof-Lex, Enhance) which users may find 
   limits interproximal access.
-  Shade difference between the color-coded grits is minimal making it difficult to differentiate between 
   them.
-  Plastic holding block is larger than it needs to be.
-  Instructions refer to expiration date, but none is given.

SUMMARY AND CO NCLUSIONS:
In general, clinical evaluators found that the Astropol system produced an acceptable, but not outstanding
polish for their resin-based restorations.  Several nice features are seen with the system �s points, cups,
and disks such as their different sizes and shapes, absence of metal hubs, and premounting on latch-type
ma ndre ls.  Un fortu nate ly, the p rodu ct �s adv anta ges  and d isadvanta ges  are e venly m atch ed, w hich  ma ke it
difficult to recommend Astropol as a substitute for current polishing/finishing systems.  The Astropol
Finishing and Polishing System is rated Accep table  for use by the federal dental services.

      (Col Charlton)

61-20  Prompt L-Pop All-in-One Adhesive      (Project 00-11)

Prompt L-Pop is a water-based, two-liquid, light-activated dentin bonding agent marketed by the ESPE
America Company.  It is recommended for bonding directly-placed, light-activated resin composites and



compomers to enamel and dentin.  Other advertised uses include as an adhesive for fissure sealing and
ortho don tic bra cke t attac hm ent.  It is  imp ortan t to no te tha t Prom pt L-P op is r ecomm ended fo r use  only
with light-ac tivated m ateria ls and  not w ith chem ical- o r dua l-activ ated  ones .  This  is bec ause the  acidic
component of the Prompt L-Pop interferes with the setting reaction of chemical- or dual-activated
mate rials. 

Prom pt L-P op is u nusual in a t leas t two re spects.  F irst, it is o ne of  only fo ur bo nding  agen ts packa ged  in
unit-dose packaging, the other three being O ptiBond Solo Plus (Kerr), Prime & Bo nd NT (De ntsply/Caulk),
and Excite (Vivadent).  More importantly, Prompt L-Pop is the only product that contains all three
traditional bo nding ag ent com ponen ts (etcha nt, prime r, adhes ive) in one s olution that is a pplied to too th
structure.  In essence, the product etches, primes, and seals all in one application step.  Because of this,
ESP E Am erica  claim s tha t the p rodu ct has severa l imp ortan t adva ntag es com pare d to currently ava ilable
fifth-gene ration bon ding age nts.  The se includ e:  a dram atically reduc ed app lication time , greater s implicity
of application, less susceptibility of the components to volatilization, and improved infection control.  The
company also maintains there is less post-treatment sensitivity than with other bonding agents because
resin penetration is equal to dentin demineralization and this prevents nanoleakage.

The first step in applying Prompt L-Pop is to sequentially combine the two liquids that make up the product
by squ eezin g the ir bliste r pac ks a nd us ing the res ulting  mix ed liqu id to wet an  attac hed  dispo sab le
applicato r.  The ap plicator is the n used  to apply the m ixed liquid to the  enam el and de ntin for 15 s econd s. 
After evaporating the agent with a gentle application of compressed air, the restorative material is applied
and light activated.  ESPE America notes in product instructions that the user may optionally cure the
bonding agent with a 10-second light exposure prior to placing the restorative material, if desired.

Man ufacturer:
ESPE America
1710 Rom ano Drive
P.O. Box 111
Norristown, PA 19404-0111
(800) 344-8235
(610) 277-3800
(800) 458-3987 FAX
www.espeusa.com

Suggested Retail Price:
$159.00 Prompt L-Pop All-in-One Adhesive Normal Pack (item number 041910) contains:

-one hundred (100) 0.12-mL L-Pops

Government Price:
$103.35 Prompt L-Pop All-in-One Adhesive Normal Pack (item number and contents as listed above)

ADVANTAGES:
+ Is extremely fast and very easy to use.
+ Ava ilable in  single -dos e con taine rs tha t enhance infe ction  cont rol an d m ake  clean -up e asy.
+ Routinely covers tooth structure with only one application.
+ Packaging takes up little space.
+ Is provided with simple, clear instruction card.
+ Instructions accurately describe product indications and use.
+ Expiration dates and lot numbers are stamped on individual items.
+ No offensive odor.
+ Includes a Material Safety Data Sheet (MS DS).

DISADVANTAGES:
-  Bond strengths to dentin were the lowest of all the bonding agents tested thus far by DIS.
-  Has limited clinical uses.
-  Two-thirds of clinical users would not purchase the product for their clinics.
-  No published studies assessing product �s effectiveness.

SUMMARY AND CO NCLUSIONS:
Prom pt L-Pop  is an innov ative, unit-do se bon ding prod uct that is ex treme ly quick to ap ply and eas y to use. 
Its unit-dose packaging enhances infection control, prevents evaporation of the mixed agent, and makes
clean-up easy.  Unfortunately, the product has several important disadvantages.  Prompt L-Pop �s chief
disadvantage is its low bond strength:  the value was lower than that of any bonding product yet tested by
DIS .  Equ ally pro blem atic is  that P rom pt L-P op ha s lim ited c linical a pplica tions .  For e xam ple, it can on ly
be used with light-activated materials and is not used for such common bonding purposes as amalgam



bonding o r porc elain r epa ir.  Also , because it is inc om patib le with  chem ical- o r dua l-activ ated  ma terials , it
can not be used as a dentin/enamel pretreatment prior to luting  restorations with chemical-activated or
dual-ac tivated res in cem ents.  Prompt L-Pop is rated Marg inal for use by the federal dental services.

(Col Charlton)

61-21  Seal & Protect       (Project 00-14)

Seal & Protect is a clear solution supplied in a squeeze bottle that is recommended for the treatment of
exposed, sensitive  root-surface dentin.  It is also recommended for reducing the dentin �s abrasion and
erosion .  Seal & Pr otect �s ability to reduc e sens itivity, erosion, and  abrasion  is purpor tedly due to its a bility
to infiltrate and seal dentin tubules.  The product consists of methacrylate resins, PENTA, nanofillers,
Triclosan (a broad spectrum antibacterial agent), and acetone.  Photoinitiators and stabilizers are also
presen t.

To apply the product, the area to be treated is isolated, rinsed, and blot dried.  Seal & Protect is then
app lied in s uffic ient amo unts  to ke ep the are a we t for 20 sec onds.  A gentle  strea m o f com pres sed  air is
used to volatilize the acetone solvent and the material is light cured for 10 seconds.  A second coat is then
applied, drie d, and light a ctivated.  D entsply/Ca ulk claim s the pro duct pro vides sym ptom atic relief for u p to
6 months.

Man ufacturer:
L.D. Caulk Division
Dentsply International, Inc.
P.O. Box 359
Milford, DE 19963-0359
(800) 532-2855
(302) 422-4511
(800) 788-4110 FAX
www.caulk.com

Suggested Retail Price:
$166.65 Seal & Protect Standard Kit (item number 658001) contains:

-two 4.5-mL bottles of Seal & Protect
-80 disposable brush tips
-brush ha ndle
-disp ens ing well
-instructions and illustrated technique guide

Government Price:
$100.00 Seal & Protect Standard Kit (item number and contents as listed above)

ADVANTAGES:
+ Us ers ju dged it to be eas y and f ast to  apply.
+ Ge nera lly effec tive at  prov iding m onth s-lon g relie f of sens itivity.
+ Effec ts took p lace im med iately after treatm ent.
+ Instructions are clear and concise.
+ Provided with a Material Safety Data Sheet (MSD S).

DISADVANTAGES:
-  Requires two separate applications.
-  Must be light activated.
-  Provided only partial pain relief for some patients.
-  Clinicians found that its viscosity made it difficult to apply in a thin layer in the cervical third of treated 
   teeth.
-  Product box is larger than it needs to be.

SUMMARY AND CO NCLUSIONS:
Seal & P rotect is a light- activated , resin-ba sed so lution applied  to expos ed, sen sitive dentin fo r pain relief. 
The product was reported by clinical users to be effective for approximately 85% of treated patients,
providing either partial or total relief from pain immediately after application.  The users appreciated the
prod uct �s eas e and  spee d of p laceme nt.  Th is is so me wha t surp rising  beca use  Sea l & Pro tect is  applie d in
two separate coats and must be light activated.  Duration of relief varied by patient, however it often lasted
seve ral m onth s.  Pro duc t instru ction s are  sim ple an d clea r and  a Ma terial S afety D ata S hee t is inc luded  in



the box .  The pa ckag ing is was teful beca use the  box is larg e relative to the  amo unt of pro duct includ ed. 
Seal & Protect is rated Accep table  for use by the federal dental services.

      (Col Charlton)

61-22  DentalEZ AXCS Dental Unit (Project 99-53)

The D entalEZ  AXC S Den tal Unit is an o ver-the-p atient, cha ir-mou nted den tal unit that is co mpa tible with
the new version of the DentalEZ AXCS Model J Dental Chair.  The unit �s control head is capable of
supportin g thre e air-d riven  hand pieces an d a pr ovide d autoclavable  three -way s yringe .  Its fibe r-op tic
power supply can support three fiber-optic handpieces.  A hinged panel on the control head allows quick
access to the fiber-optic power supply and the control block for maintenance.  A removable, stainless-steel
instrument tray sits on the top surface of the control head.  The side console houses a self-contained
water system, electrical outlets, plumbing quick connections, and ex ternal air and water outlet connectors
for accessories.  The eva luation unit came with a cuspidor and a cup filler moun ted on the support arm
above the console.  If the cuspidor is not desired, a moveable tray for accessories can be installed
instead.  An assistant �s break-away arm provides holders for high volume evacuation, a saliva ejector, and
a three-way air/water syringe.  The suction has a rotary valve to shut off the vacuum, which facilitates
cleaning o f the h orizon tally-alig ned  filter.  T he de ntal unit has a se aled,  prog ram ma ble touch  pad c ontro ls
for the dental chair light located on the assistant �s arm as well as on the Model J Dental Chair.  An
optional, se aled, touc h pad tha t mou nts on the  control he ad and  a foot co ntrol are als o available.  A
maximum  of two touch pads or a touch pad and a foot control can be installed on each DentalEZ dental
operating system.  The unit �s painted finish is powder-coated for durability and its smooth surfaces and
rounded corners are said to make cleaning easy.  A three-year warranty is provided on the structures,
controls, and electronics.  The DentalEZ AXCS Dental Unit is UL and CE listed and is available in either
115-volt or 230-volt AC.

Man ufacturer:
DentalEZ Group
2500 H ighway 31  South
Bay Minette, AL 36507
(800) 275-7956
(334) 937-6781
(334) 937-0461  FAX
www.dentalez.com

Suggested Retail Price:     
$6025.00 Den talEZ  AXC S De ntal U nit

Government Price:
$2955.96 Den talEZ  AXC S De ntal U nit

ADVANTAGES:
+ Smooth, rounded, aseptic design.
+ Unit, ass istant, and  chair touc h pad c ontrols (a long with a fo ot contro l) are availab le to
   control the c hair and d ental light.
+ Handpiece and three-way syringe holders on the control head are adjustable.
+ Features individual handpiece drive-air and water adjustments.
+ Hinged panel allows easy access to plumbing connections and for servicing the control block.
+ Has a one-piece, quick-release, twist-lock coupler for installing and removing the handpiece
   hoses.
+ Has  externa l air and wa ter conn ections o n the side  conso le for use  with acce ssory item s. 
+ Positive latch brake assem bly for the control head arm.
+ Flex joint on assistant �s arm helps to prevent damage if the chair is raised or lowered
   with ob struc tions  in the w ay.
+ Rotary valve on high-evacuation suction allows easy control of function.
+ Easy-to-remove vac uum filter.
+ Durable, powder-coated finish.
+ Thre e-year wa rranty on str uctures , controls a nd electro nics.     

DISADVANTAGES: 
-  DentalEz demonstrated poor customer support during this evaluation.
-  Right-to-left handed conversion is a lengthy 16-step procedure that requires tools and
   mechanica l/elec trical a bility.



-  The AXCS dental unit and light assemblies were unstable when mounted to the swing mount of the     
   Model J-Chair.
-  No O n/Off ind icator on u nit.
-  Control head air brake system can be difficult to use.
-  Con trol he ad air  brak e but ton is  located in a  place  that c ould p redis pose den tist to p ercu tane ous  injury 
   from dental handpiece.
-  Contro l head air/w ater adju stme nts are n ot clearly labele d and re quire spe cial tool to adju st.
-  Fiber-optic system requires application of air pressure to handpiece for activation.
-  Majority of evaluators would not recommend this unit for federal customers.

SUMMARY AND CO NCLUSIONS:
The DentalEZ AXCS Dental Unit met the laboratory testing requirements of ADA Specification #47, NFPA
99, and met most of the checklist items of the Medical Procurement Item Description #2. The unit has
esthetic, smooth lines and contours, however it demonstrates a problematic lack of stability when installed
on the DentalEZ model J-Chair.  This lack of stability is so severe that the unit cannot be recommended
for pediat ric, or al sur gica l, or Navy sh ipboa rd de ntal p ractic es.  R ight-to -left c onve rsion  of the  dental unit
(as c onfig ured ) invo lves a  16-s tep p roce ss th at req uires  ass istan ce fr om  a m echanical/electrica l 
technician.  The majority of the DIS Professional Staff rated this unit  �Average � and would not recommend
its purchase to federal service customers.  During the evaluation, DentalEz demonstrated poor customer
support.  The DentalEZ AXC S Dental Un it is rated Marginal for use by the federal dental services.

(Lt Col Roberts)

61-23  DentalEZ Model J-Chair (Project 99-52)

The DentalEZ Model J Dental Chair is an updated version of the original DentalEZ J-Chair which was
introduced in 1958.  It has an electronically-controlled, hydraulic, cantilever base that is claimed to provide 
smooth, jerk-free operation.  The thin, tapered back is purported to allow improved access to the oral
cavity.  The J-Chair has one moveable armrest that lifts to allow access for patient entry and exit, while the
othe r arm rest is  supp orted  and s tation ary.  Bo th arm rests  have  upho lstere d sling s tha t mo ve with  the chair
assembly and are designed to comfortably support the patient �s arms in any chair position.  A swivel-brake
lever located beneath the seat provides a 30-degree horizontal rotation in the left or right direction for ease
of patient access and for adapting the chair to fit an existing room.  The J-Chair is designed to be
compatible with DentalEZ �s AXCS Dental Unit and AXCS Dental Light.  A touch pad control or a foot
control is used to select the chair functions and offers eight preprogrammed positions in addition to the
man ual contro l.  Also, optiona l touch pa ds can  be installed o n the den tal unit contro l head, as sistant �s unit,
or dental chair.  However, only a total of two touch pads, or a touch pad and foot control can be installed
on ea ch de ntal opera ting system .   A thre e-yea r war ranty is  prov ided o n the  chair  �s stru cture , hydra ulic
syste m, c ontro ls, and elec tronic s.  Th e De ntalE Z Mode l J De ntal C hair is  UL a nd C E liste d and  availa ble
in either 115-volt or 230-volt AC.

Man ufacturer:
DentalEZ Group
2500 H ighway 31  South
Bay Minette, AL 36507
(800) 275-7956
(334) 937-6781
(334) 937-0461 FAX

Suggested Retail Price:
$7,295.00 Den talEZ  Mod el J D enta l Cha ir

Government Price:
$3,876.00 Den talEZ  Mod el J D enta l Cha ir

ADVANTAGES:
+ Is well constructed with pleasing contours and appearance.
+ Has  eight, eas y-to-progra m, pre -set pos itions com bined with  the conv entional co ntrols. 
+ Covered with smooth, seamless upholstery that is easy to clean.
+ Has smooth, jerk-free, hydraulic, cantilever operation.
+ Th in, tap ered  back  prov ides  good  access  to the  oral c avity.
+ Two  different s tyles of m agnetica lly-retained he adrests  are availab le.  
+ Unit, assistant, and chair touch pad controls (along with a foot control) are available to control the chair 
   and den tal light.



+ Optional automatic chair lock-out prevents chair movement when a handpiece is running.
+ Moveable armrest allows easy patient access.
+ Armrest slings support patient �s arms in all chair positions.
+ Three-year warranty on structures, hydraulic system, controls, and electronics.

DISADVANTAGES:
-  Customer s upport from the m anufacturer during this evaluation was poor.
-  Requires tools and me chanical/electrical ability to complete the 16 steps necess ary to convert the chair 
   from right-to-left handed operation.
-  The A XCS  Dental U nit and Ligh t assem blies are n ot stable w hen m ounted  to the J-C hair swing  mou nt.
-  Acces s to the ch air-mo unted tou ch pad  controls is  limited wh en the ch air is in the ope rating pos ition. 
-  Moveable armrest does not provide adequate leverage support for patient repositioning.
-  The replacement parts listing does not provide exploded part identification drawings.

SUMMARY AND CO NCLUSIONS:
The DentalEZ Model J-Chair met all laboratory electrical safety testing requirements as well as  those of
ADA S pecification  #46 and  mos t of the che cklist item s of the M edical Pro curem ent Item  Desc ription #2.  
DIS evaluators found the well-constructed chair to be esthetically pleasing and it operated smoothly.  DIS,
how ever , cannot re com me nd the Mo del J- Cha ir to be  used  com bined  with th e De ntalE Z AX CS D enta l Unit
because of a lack of stability.  Converting the chair from right- to left-hand configuration is a 16-step
procedure that requires the assistance of a m edical equipment technician.  One D IS Professional Staff
evaluato r rated the  DentalE Z J-Ch air "Exce llent" while the m ajority of the oth er evalua tors rated  it "Good." 
It mus t be em phasized  that this eva luation wa s plague d by poor c ustom er service  from  the m anufac turer. 
The DentalE Z  Mo del J Den tal Chair is rated Accep table  for use by the federal dental services.

(Lt Col Roberts)

61-24  AXCS Dental Light (Project 00-17)

The AXCS Dental Light has been recently introduced by DentalEZ.  It has three-axis arm adjustment that
is said to make the light pattern easy to position with glass-filled "Tee" handles designed to provide a cool
gripping surface.  The On/Off switch, which is also used to adjust the light �s intensity, is claimed to be
easily acce ssible an d offers  the selec tion of either a  High (36 ,000 Lux ) or Low (1 8,000 Lu x) light intens ity. 
The AXCS Light uses a 150-watt halogen bulb with a stated focal length of 20 to 45 inches and an
advertised light pattern of 6½ X 3¼ inches.  The clear protective bulb shield assembly clips into place and
is purported to be easy to remove for cleaning.  The On/Off functions of the light can be connected to the J
Mod el den tal chair �s touch pa d con trols o r thos e of th e AX CS d enta l unit.   A  three -year  warranty is
provided that includes everything except the lens shields and bulb assembly.  The AXCS Dental Light
ope rates  on 24 -volt c urrent pro vided  by eithe r a 11 5-vo lt or a 2 30-v olt AC  power su pply.

Man ufacturer:
DentalEZ Group
2500 H ighway 31  South
Bay Minette, AL 36507
(800) 275-7956
(334) 937-6781
(334) 937-0461 FAX

Suggested Retail Price:     
$1650.00 DentalEZ AXCS Dental Light

Government Price:  
$858.00 DentalEZ AXCS Dental Light

ADVANTAGES:
+ Esthetic, compact design.
+ Easy-to-reach On/Off switch.
+ Light intensity levels can be adjusted with On/Off switch.
+ Meets National Fire Protection Association (NFPA) 99 electrical safety requirements.
+ Meets ISO Standard 9680 requirements for illuminance pattern.
+ Thre e-year wa rranty (exc ept for the  bulb and  the lens re flector). 
+ Un it, ass istan t, and  chair  touch pad  cont rols (along  with a  foot c ontro l) are a vailab le to contro l dental 
   light function.



DISADVANTAGES:
-  Combination On/Off intensity level switch is not labeled.
-  Unstable when installed to the AXCS D ental Unit and mounted to the M odel J-Chair.
-  Does not meet ISO Specification 9680 for decreased illuminance in the field of the patient �s eyes.

SUMMARY AND CO NCLUSIONS:
The DentalEZ AXCS Light met electrical safety requirements of NFPA 99 as well as most of the checklist
items of the Medical Procurement Item Description #2 for dental operatory lights.  Although this light met
the ISO 9680 Specification requirements for color temperature and light pattern, the light did not meet
requirements limiting the amount of light reaching the patient �s eyes.  DIS Professional Evaluators found
the light to be compact and esthetic.  The m ajority of evaluators rated the AXCS Dental Light as above
average.  However, the light was found to be unstable when chair-mounted with the AXCS Dental Unit and
J Chair.  This is a concern with the treatment of pediatric patients where the patient is most often active or
during oral surgical procedures when pressure may be applied to the head and neck area.  Furthermore,
due to the instability of this arrangement, the AXC S Dental Light cannot be recom mended  for US Navy
shipboard dental clinics.  As with the evaluations with the DentalEZ AXCS D ental Unit and Model J-Chair,
this evaluation was hampered by poor customer service from the manufacturer.  The DentalEZ AXCS
Dental Light is rated Accep table  for use by the federal dental services.

(Lt Col Roberts)

61-25  ARC Light II (Project 99-38)

The A RC Lig ht II is a mic roproc essor- controlled  light that use s plasm a-arc en ergy to rapid ly cure light-
activa ted denta l ma terials .  The  ma nufa cture r claim s tha t the A RC Light  II ade qua tely  polym erizes  resin
composites in as little as five seconds and offers conventional, ramped, or step cure modes.  Irradiance
intensity can be set up to 2000 mW/cm 2 (in five-percent increments) and  time durations can be
programmed in one-second increments.  The ARC Light II has a built-in radiometer that is said to allow
self-calibration to maintain optimum energy output for each  programm ed setting.  This unit has a standard
8-mm curing tip on a 5½-foot, liquid-filled light guide.  The ARC Light II is 5.7 �H x 10.5" W x 11.2" D and
weighs  10 poun ds.  

Man ufacturer:
Air Techniques, Inc.
70 Cantiague Rock Road
P.O. Box 870
Hicksville, NY 11802
(800) 247-8324
(516) 433-7676
(516) 433-7684 FAX
www.airtechniques.com

Suggested Retail Price:
$4995 ARC Light II System; includes    

- ARC  Light II
- Hand-actuated liquid light guide with ring magnet
- Cur ing tip
- Disposable lig ht sh ield
- Protective glasses
- Keys for power switch

 
Government Price:
$3100 ARC Light II (as listed above)

ADVANTAGES:
+ Irradiance output is higher than that of conventional halogen curing units.
+ Irradiance spectrum is compatible with most resin composites.
+ Has three programmable curing modes.
+ Efficient lamp cooling design allows continuous curing modes.
+ Quiet cooling fan runs in proportion to unit use.
+ Instructions are complete and easy to understand.
+ Has  built-in radiom eter that en ables un it to self-calibra te its irradianc e output.
+ Ligh t wan d is we ll balan ced  and e asy to  cont rol.
+ Has an easy-to-use, magnetically-retained finger switch on handpiece.



+ Safety fe atures p revent inc orrect us e or inadv ertent ac tivation of light un it.
+ Allows quicker placement of orthodontic bands and appliances.

DISADVANTAGES:
-  Expensive.
-  Manufacturer �s recommended curing times do not adequately polymerize resin composite.

SUMMARY AND CO NCLUSIONS:
The  ARC  Light  II is a m icrop roce sso r-controlle d, plasm a-arc cu ring u nit tha t featu res m ultiple
program mab le curing m odes.  T he unit is so lidly built with well design ed eng ineering a nd safe ty features. 
The m easure d irradianc e output w as highe r than that o f conve ntional halo gen lam p curing u nits, and its
irradiance  spectru m sh ould be c omp atible with m ost resin c omp osites.  C linical evaluato rs liked this  unit �s
easy-to-operate controls, well-balanced handpiece, and magnetically-retained finger switch.  The ARC
Light II �s irradiance level was sufficient to polymerize resin used to retain orthodontic brackets.  Its short
curing times saved valuable chair time during orthodontic treatment.  It is important to note, however, that
the manufac turer �s recomm ended curing times are too s hort for adequate polymerization of restorative
resin composites.  Although expensive, the ARC L ight II  (whe n use d as d irecte d) sh ould b e acc epta ble
for the luting o f orthodo ntic applian ces.  Ho wever, d ue to its cos t and inab ility to adequately po lymerize
resin composites using the manufacturer �s recommended curing time, it is rated Marginal for the
placement of definitive restorations by the federal dental services.

(Lt Col Roberts)

61-26  Optilux 501 Polymerization Unit (Project 00-03)

The Optilux 501 is Kerr/Demetron �s newest entry into the visible light curing market.  The Optilux 501 is an
attractive, hand-held, corded, visible light polymerization system.  It consists of a power unit that can be
mounted on a wall or cabinet, or be left portable.  The unit is connected to a pistol-style handpiece via a
six-f oot-lo ng co rd.  It is e quipp ed w ith De me tron �s 80- watt q uartz -halo gen  Optib ulb an d fea tures  a built- in
digital radiometer.  Two autoclavable curing tips, a 7-mm  turbo-tip and an 11-mm  standard tip, are
included with the unit.  The 501 provides a choice of several curing modes, including continuous high
output, ramp, boost, and bleaching.  The minimum output is reported to be 850 mW/cm 2 and, in the high
output modes, the output is purported to be in excess of 1000 mW /cm2.  The ramped mode begins at 100
m W /c m2 and increases to 1000 mW /cm2 in the f irst ten  seconds; du ring th e fina l ten seconds , the o utpu t is
a continuous 1000 mW /cm2.  An internal voltage regulator is standard and ensures a steady electrical
supply that is reported to increase lamp life by eliminating voltage fluctuations to the unit.  The cooling fan
operation is proportional to the length of time the bulb was activated.  The unit is available in both 120V
and 220V models and is CSA certified.  The Optilux 501 measures 8" H x 6.25" W x 7.5" D and weighs 6
lbs. 6 oz.  The pistol handpiece weighs only 10 ounces.

Man ufacturer:
Kerr/Demetron
21 Com merce D rive
Danbury, Connecticut  06810-4153
(800) 444-3589
(203) 748-0030
(203) 791-8284 FAX

Suggested Retail Price:
$1500.00 Optilux 501; includes

-12-volt/80-wa tt Op tibulb
-11 m m d iam eter c urve d fibe roptic  curin g tip
-7 m m d iam eter tu rbo- tip
-pro tectiv e light  shield
-mounting bracket
-adjusting tool

Government Price:        
$852.15 Optilux 501 (as listed above)

ADVANTAGES:
+ Irradiance values are higher than those of most other units previously tested by DIS.
+ Offers variety of curing modes (co ntinuous, ramp, boost, bleach).
+ Built-in digital radiometer.



+ Wide range of sterilizable curing tips available.
+ Curing tips swivel 360 degrees to facilitate intraoral access.
+ Has  internal voltag e regulato r to ensu re stead y voltage su pply to unit.
+ Light shield is easily positioned.
+ Audible time indicator has adjustable volume and interval settings.
+ Display gives the cumulative time the bulb has been illuminated.
+ Cooling fan operation is proportional to bulb usage.
+ Ergonomically-placed On/Off activation switch.
+ Has continuous-run m ode (ie, operator can control duration of light exposure).
+ Easily cleaned or barrier protected.
+ CSA certified.

DISADVANT AGES: 
-  More expensive than other corded curing lights.
-  Radiometer is not as accurate as manufacturer claims.
-  Does not adequately cure resin composites using manufacturer �s recommended preset times
   in ramp and boost modes.
-  Power  cord is ea sily dislodged  from  power u nit.
-  Activation trigg er is easy to in adverte ntly activate wh en rem oving ha ndpiece  from  the unit.
-  Manufacturer recommends use of only one specific surface disinfectant on external surfaces.
-  Clinical evaluators found the supplied curing tips were too short to easily reach 2nd molars.

SUMMARY AND CONCLUSIONS:
The Demetron Optilux 501 Polymerization Unit is well-designed, easy-to-use, and light-weight.  One of the
most powerful units evaluated by DIS, it is capable of producing an irradiance that is two to four times the
value many researchers consider adequate to cure resin composite.  However, DIS testing found that  the
manufacturer �s recommended curing times for the boost (10 seconds) and ramped cure (20 seconds)
mod es were  insufficien t to adequ ately polyme rize a 2-m m-thic k increm ent of a m icrofill resin co mpo site. 
This is not unique to this light and is in agreement with other DIS testing that ramped polymerization
requires longer curing times compared to continuous, full-intensity polymerization.  Autoclaving the curing
tips resulte d in min imal loss  of light intensity an d no dele terious ef fects on  the physica l integrity of the tips. 
It should be noted that only  �Cavicide, � a Kerr product, is recommended for disinfecting the exterior
surf aces of th e unit .  The  ma nufa cture r �s inst ructio ns spec ifically p rohib it use  of de natu red a lcohol,
isopropyl alcohol, Lysol, phenol, ammonia com plex, or iodine complex solutions.  All clinical evaluators
rated the  Optilux 50 1 as eithe r "Excellen t" or "Goo d."  The D eme tron O ptilux 5 01 Po lymeriz ation U nit is
rated Accep table  for use by the federal dental services.

(Col Leonard)

61-27  AirDent II (Project 99-37)

The AirDent II is a self-contained air abrasion system marketed by Air Techniques.  Purported advantages
of this unit compared to traditional air-turbine handpiece preparations include:  less invasive, more
conservative treatment; a reduced need for local anesthetic; earlier and more accurate diagnosis which
reduces under- and/or over-treatment; and the reduction or elimination of vibration, chipping, and micro-
fracturing of tooth structure during preparation.  The AirDent II has dual chambers for use with either 27-
or 50-micron aluminum oxide powder.  Delivery is via a vibratory feed mechanism that is said to provide
precise, consistent flow of powder.  A console indicator light alerts the user when the chamber needs to be
refilled.  Air pressure is provided by an on-board, oil-less compressor while powder dryness is maintained
with a rechargeable desiccant mechanism that has a powder dryness indicator.  The console digital
disp lay has  me mb rane -touc h con trols th at allow the  user  to reg ulate  the a ir pres sure  from  40 to  160 p si in
10-psi increments.  The handpiece nozzle provided with the unit has a 70  -degree angle; 12- and 105-degree
nozzles are available separately.  The AirDent II is 27.5"H x 11"W x 25"D and weighs 98 pounds.  Powder
overspray is purported to be adequately removed from the working field using a standard high-volume
suction tip, however the manufacturer also markets the Dento-Vac, a vacuum device that is used at
cha irside  to rem ove o vers pray.

Man ufacturer:
Air Techniques, Inc.
70 Cantiague Rock Road
P.O. Box 870
Hicksville, NY 11802
(800) 247-8324
(516) 433-7676



(516) 433-7684 FAX
www.airtechniques.com

Suggested Retail Price:
 $11,695 AirDent II Air Abrasion System; includes    

-1 AirDen t II unit
-2 Pairs of safety glasses
-1 Pair of goggles
-1 Hose assembly with swivel
-2 Handpieces
-2 70-degree tips
-2 250-gm containers of 27-micron alpha alumina particles
-2 250-gm containers of 50-micron alpha alumina particles

$1495 Dento-Vac   

Government Price:
$8430 Air Dent II Air Abrasion System (as listed above)

$930 Dento-Vac   

ADVANTAGES:
+ Is a portable and self-contained unit with esthetically pleasing, smooth contours.
+ Manufacturer �s operatory manual is easy-to-read and adequate for clinical operation.
+ In-house training given by manufacturer provides excellent familiarization and reduces learning 
   curve for first-time users.
+ Hand piece de sign and  cord leng th allow goo d intraoral a ccess  for mo st clinical app lications.  
+ Controls are easy to see and use.
+ Passed requirements of all pertinent electrical safety standards.
+ Air p ress ure c an be  varied betwee n 40 a nd 16 0 psi.
+ Oil-less compressor and in-board desiccant system provide adequate power and function.
+ Handpiece is sterilizable.
+ Unit �s size fits well into existing facilities.
+ Dual chambers allow clinicians the choice of 27- or 50-micron alumina particles.
+ Features a proprietary vibratory powder-feed mechanism that prevents clogging.
+ Sensor in handpiece holder prevents inadvertent operation.
+ Safety fe ature au toma tically depres surizes p owder c ham ber whe n acce ss doo r is opene d. 
+ Is solidly co nstru cted  with quick -con nec t couplings  and e xce llent lab eling o f inter nal 
   components.
+ Excellent manufacturer technical support service.

DISADVANTAGES:
-  Expensive.
-  Has limited applications.
-  Does not eliminate the need for anesthesia in all cases.
-  Req uires  the purch ase  of ad ditional vac uum  devic e for  adeq uate  cont rol of p owd er oversp ray.
-  Requires longer tooth preparation time compared to a dental air-turbine handpiece.
-  Does not totally replace the dental air-turbine handpiece.
-  No available comprehe nsive troubleshooting guides, maintenance  recomm endations, or 
   schematic diagrams for federal service medical equipment technicians.
-  No instructions are provided with the Dento-Vac that describe its use.

SUMMARY AND CO NCLUSIONS:
The AirDent II is solidly built, well designed, and effective for limited clinical applications.  Delivery
pressure can be varied between 40 and 160 psi, and the unit has an in-board air desiccant system and a
vibratory pow der-fee d me chanism  that gene rally produc e cons istent and  depen dable po wder de livery. 
Clinic al use rs ca n cho ose  betw een  27- a nd 50 -m icron  alum ina po wde r.  Saf ety fea tures  includ e autom atic
powder chamber depressurization with access door opening and a sensor that prevents inadvertent
handpiec e fun ction  when the  hand piece is se cure d in the  holde r.  Clinic al use rs reporte d tha t the u nit
func tioned relia bly and  was  easy t o use  via its to uch -mem bran e con trol pa nel.  Lo cal an esth esia  was  still
requ ired in  som e cas es to  prov ide ad equate patien t com fort.  P owd er oversp ray wa s a pr oblem , and  it is
necessary to purchase an additional vacuum source to properly control it.  Disadvantages included high
cost, limited applicability, and poor maintenance documentation.  The AirDent  II is rated Accep table  for
federal service use.

(Lt Col Roberts)



61-28  Midwest XGT High-speed Handpiece (Project 99-27)

The Midwest XGT Fiberoptic High-speed Handpiece was designed to be lightweight with a compact head
for improved access to restricted areas of the mouth.  It features the exclusive ComforTouch design that
purportedly provides better balance and is more comfortable, reducing hand fatigue.  The fiberoptics,
which ha s been  chang ed, fuse s over 10 00 fibero ptic strand s into a so lid glass rod  that is claim ed to
provide considerably brighter light and longer durability than Midwest �s previous fiberoptic technology.  For
the first time, the company offers a coupler-based 360-degree swivel and quick-disconnect.  Two different
couplers  are a vailab le to fit e xistin g five -hole  fibero ptic o r six-pin fib erop tic tub ing.  T he X GT  hand piece is
equipped with an anti-retraction valve on the water tube to prevent backflow of contaminated fluids into the
handp iece.  Th e hand piece ca n be hea t sterilized by auto clave an d only requ ires lubrica tion prior to
sterilization.  The handpiece (including coupler) is 13.8 cm long and weighs 3.3 ounces.  The handpiece
head diameter and length are 10.5 mm and 13 m m, respectively.  The distance from the back of the
handpiece to the tip of a standard 19-mm-long bur is 22 mm  (i.e., interocclusal clearance).  The
handpiece is warranted against defects in materials and workmanship for twelve months.  The fiberoptics
carry a 5-yea r warran ty. 

Man ufacturer:
Dentsply/Midwest
901 West Oakton Street
Des Plaines, IL 60018-1884
(800) 800-2888
(847) 640-4800
(847) 640-4858 FAX
    
Suggested Retail Prices:
XGT Handpiece $850.00
5-Hole Coupler $200.00
6-Pin Coupler $250.00

Government Prices:
XGT Handpiece $459.00
5-Hole Coupler $108.00
6-Pin Coupler $135.00

ADVANTAGES:
+ Excellent longevity following repeated use/sterilization.
+ Adequate powe r (10.6 watts).
+ Improved fiberoptics.
+ Anti-retraction valve in water tube.
+ 360-degree swivel coupler enhances ease of positioning and use.
+ Push-button bur release.
+ Small head size and visibility angle improves visibility and access.
+ Turbine is field replaceable which reduces down time.
+ On ly requ ires lu brica tion before ste rilization , enhanc ing inf ectio n con trol.
+ Five-year warranty on fiberoptics.

DISADVANTAGES:
-  Fiberoptics lost 45% of transmission over 1000 use/sterilizations
 
SUMMARY AND CO NCLUSIONS:
The Midwest XGT Fiberoptic High-speed handpiece represents the first substantial new handpiece design
by Midwest in some time.  With the XGT, Midwest finally offers a true quick-disconnect coupler and 360-
degree swivel.  Coupled with the push-button bur release, this model is more user friendly than previous
Midwest high-speed handpieces.  Contrary to evaluations of earlier Midwest models, 100% of the XGT
test handpieces were functioning after 1000 use/sterilizations.  In addition, concentricity was found to be
improved over previous Midwest models.  The free-running speed was measured and found to be 390,000
RPM at 35 psi, delivering an acceptable 10.6 watts of power.  The turbine is field replaceable by
authorized federal service dental clinics or can be serviced by Midwest via air express in two business
days for essentially the same cost.  Although the new fused fiberoptics performed better than those found
in older Midwest models, DIS testing found that the handpieces still lost on average 45% of their original
light transm ission afte r 1000 u se/sterilizations .  The no ise level of the  handp iece was  mea sured a t 65.5



decibels , well below th e ma ximu m 8-h our, 85-d B(A) ex posure  limit estab lished by the  Occu pational S afety
and Health Administration (OSHA).  Finally, the compact head increases operator visibility and
interocclusal access.  The Midwest XGT is rated Recommend ed for use by the federal dental services.

(Col Leonard, Lt Col Howard Roberts, Mr Dan King)

61-29  W&H/A-dec Synea TA-96L Fiberoptic High-Speed Handpiece                   
(Project 99-28)

The W &H/A-dec Synea TA-96L fiberoptic high-speed handpiece is imported from Austria and distributed
by A-dec.  The handpiece  has a com pact head and is designed for a w ide range of dental restorative
procedures.  It is designed to be used with the W&H 924 Roto Quick Coupler, which provides 360-degree 
swivel and easy interchangeability of handpieces.  The fiberoptic bulb is inside the handpiece to reduce
the distance from the light source to the handpiece head.  In addition, the fiberoptics have been changed
to a solid glass rod that is claimed to provide considerably brighter l ight and longer durability than W&H �s
prev ious  fibero ptic te chnology.   The  hand piece has  a pus h-bu tton a utoc huck an d can  be he at ste rilized in
either an a utoclave  or chem iclave.  Th e free run ning spe ed is repo rted to be 3 50,000  RPM  at  45 psi.   A
pressure-regulating screw is standard that allows the handpiece to be used with air line pressures of either
32 psi or 45 psi.  It should be noted, however, that using the handpiece at 32 psi reduces its power by
20%.  The turbine is field replaceable to reduce handpiece down time but A-dec recommends returning
the handpiece to the company for servicing.  The W& H Synea TA-96L (including coupler) measures 14 cm
in length and weighs 2.6 ounces.  The head diameter and length of the handpiece are 10.5 mm and 13
mm , respec tively.  The dista nce from  the back  of the han dpiece to  the tip of a sta ndard 1 9-m m bu r is 22.5
mm (i.e., interocclusal clearance).  The handpiece is warranted against defects in materials and
workmanship for twelve months.

Man ufacturer:
W&H  Dentalwerk/A-dec
2601 Crestview Drive
Newberg, OR  97132
(800) 547-1883
(503) 537-2764  
(503) 538-8021 FAX
www.w nhden t.com /sincefra me.h tml

Suggeste d Retail Prices:     
Synea TA-96L                 $890.00
924 Roto Quick Coupler $210.00
Replacement Turbine $295.00
Rep laceme nt Fib erop tic Bu lb $33.50

Govern ment Prices:  
Synea TA-96L                $459.93
924 Roto Quick Coupler $108.52
Replacement Turbine $175.23
Rep laceme nt Fib erop tic Bu lb $19.90

ADVANTAGES:
+ Excellent longevity following repeated use/sterilization.
+ Adequate powe r (11.2 watts).
+ Superior concentricity ensures precise tooth preparations.
+ Accep ts air lin e pre ssu res o f 32 p si or 4 5 psi.
+ 360-degree swivel coupler enhances ease of positioning and use.
+ Push-b utton  bur re lease fac ilitates  bur p laceme nt and rem oval.
+ Small head size and visibility angle improve visibility and access.
+ Turbine is field replaceable which reduces down time.
+ On ly requ ires lu brica tion before ste rilization , whic h enh ances inf ectio n con trol.
+ 12- mo nth w arranty.

DISADVANT AGES: 
-  Fiberoptics lost 79% of its transmission over 1000 uses/sterilizations.
-  Chucking mechanism failed in 33% of test handpieces during the 1000-use evaluation.
-  Internal fibe roptic bulb  required  frequen t replacem ent.
 



SUMMARY AND CO NCLUSIONS:
The W &H Synea TA-96L fiberoptic high-speed handpiece performed better than average for most
para me ters e valua ted.  Its  power (11 .2 wa tts) was in t he low er thir d of a ll mo dels  evalu ated , but w as well
above the 5 watts required for clinical acceptability.  The purportedly improved fiberoptic system did not
perform well in this evaluation.  It maintained only 21% of its fiberoptic intensity after 1000 simulated
clinical uses/sterilization cycles, and the internal fiberoptic bulb failed frequently.  W&H  has now released
the Synea TA-96LW which is identical to the Synea TA-96L except that the fiberoptic bulb is no longer
inside the handpiece.  This may improve the performance and longevity of the bulb since it will no longer
be su bjec ted to  the rig ors o f ster ilization .  The  noise  level o f the h andpiece was 65 d ecibels, w hich  falls
well below the maximum 8-hour, 85-dB(A) exposure limit established by the Occupational Safety and
Health Administration (OSHA).  The Synea TA-96L �s concentricity ranked in the upper half of handpieces
previously evaluated by DIS.  This is a property important for producing smooth finish lines and
preparations consistent with bur size and shape.  The evaluation also found that the handpiece �s compact
head increased operator visibility and access.  Four of the six test handpieces completed the 1000
simulated clinical uses/sterilization cycles without any degradation of power or speed.  The two failures
were due to chuck failure, not turbine performance, but since the chuck is an integral part of the turbine,
when the chuck fails the entire turbine fails.  The W&H Synea TA-96L  is rated Accep table  for use by the
federal dental services.

(Col Leonard, Lt Col Howard Roberts, Mr Dan King)

61-30  W&H/A-dec Synea TA-98L Fiberoptic High-Speed Handpiece
(Project 99-34)

The W&H Synea TA-98L fiberoptic high-speed handpiece is imported from Austria and distributed by A-
dec.  The handpiece has a standard-size turbine head with triple-spray cooling.  It is designed for use by
clinicians w ho routine ly perform  proced ures tha t mak e significan t dem ands o n their han dpiece (e .g.,
prosthodontists, general dentists with high-volume restorative practices, etc.).  The handpiece utilizes the
W&H  924 Roto Quick Coupler, which provides 360-degree swivel and easy interchangeability of
handpieces.  The fiberoptic bulb is inside the handpiece to reduce the distance from the source light from
the hand piece he ad.  In add ition, the fibero ptics hav e been  chang ed to a so lid glass rod  that is claim ed to
provide considerably brighter light and longer durability than W&H  �s previous fiberoptic technology.  The
handp iece has  a push -button a utochu ck and  can be  heat sterilized  in either an a utoclave  or chem iclave. 
The free running spee d is reported to be 350,000 RPM  at 45 psi.   A pressure regulating screw is standard
that allows the handpiece to be used with air line pressures of either 32 psi or 45 psi.  Use of the
handpiece at 32 psi reduces power by 20%.  The turbine is field replaceable to reduce handpiece down
time, but A-dec recommends returning the handpiece to them for servicing.  The W&H Synea TA-98L
(including coupler) measures 14 cm in length and weighs 2.6 ounces.  The handpiece head diameter and
length are 11.5 mm and 14.4 mm, respectively.  The distance from the back of the handpiece to the tip of
a standard 19-mm bur is 22.8 mm (i.e., interocclusal clearance).  The handpiece is warranted against
defects  in mate rials and w orkm anship f or twelve m onths. 

Man ufacturer:
W&H  Dentalwerk/A-dec
2601 Crestview Drive
Newberg, OR  97132
(800) 547-1883
(503) 537-2764  
(503) 538-8021  FAX

Suggeste d Retail Prices:     
Synea TA-98L                $890.00
924 Roto Quick Coupler               $210.00
Replacement Turbine $295.00
Rep laceme nt Fib erop tic Bu lb $33.50

Government Prices:  
Synea TA-98L                 $459.93
924 Roto Quick Coupler                $108.52
Replacement Turbine $175.23
Rep laceme nt Fib erop tic Bu lb $19.90

ADVANTAGES:
+ Excellent longevity following repeated uses/sterilization.



+ Superior power (16.5 watts).
+ Superior concentricity ensures precise tooth preparations.
+ Accep ts air lin e pre ssu res o f 32 p si or 4 5 psi.
+ 360-degree swivel coupler enhances ease of positioning and use.
+ Push-b utton  bur re lease fac ilitates  bur p laceme nt and rem oval.
+ Turbine is field replaceable which reduces down time.
+ On ly requ ires lu brica tion before ste rilization  which enh ances inf ectio n con trol.
+ 12- mo nth w arranty.

DISADVANT AGES: 
-  Fiberoptics lost 76% of transmission over 1000 use/sterilizations.
-  Chucking mechanism failed in 17% of test handpieces during 1000-use evaluation.
-  Internal fibe roptic bulb  required  frequen t replacem ent.
-  Larger turbine results in decreased operator visibility and intraoral access.

SUMMARY AND CO NCLUSIONS:
The W &H Synea TA-98L fiberoptic high-speed handpiece performed better than average for most
parameters evaluated.  It is the most powerful (16.5 watts) air-turbine handpiece ever tested by DIS.  The
purportedly improved fiberoptic system did not perform well in this evaluation.  It maintained only 24% of
its fibe roptic  intensity afte r 100 0 sim ulated clinic al use s/ste rilization  cycles  and the interna l fibero ptic bulb
failed frequently.  W&H has now released the Synea TA-98LW which is identical to the Synea TA-98L
except that the fiberoptic bulb is no longer inside the handpiece.  This may improve the performance and
longevity of the bulb since it will no longer be subjected to the rigors of sterilization.  The noise level of the
Syne a TA -98L  was  64 de cibe ls, wh ich fa lls we ll below  the m axim um  8-ho ur, 85 -dB( A) ex posure lim it
established by the Occupational Safety and Health Administration (OSHA).  The Synea TA-98L �s
conce ntricity ranke d in the upp er half of h andpiec es prev iously evalua ted by DIS .  This is a p roperty
important for producing smooth finish lines and preparations consistent with bur size and shape.  Five of
the six test handpieces completed the 1000 simulated clinical uses/ sterilization cycles without any
degradation of power or speed.  The one failure was due to chuck failure, not turbine performance, but
since the  chuck  is an integra l part of the tu rbine, whe n the chu ck fails the  entire turbine  fails.  The W&H
Synea TA-98L is rated Accep table  for use by the federal dental services.

(Col Leonard, Lt Col Howard Roberts, Mr Dan King)

61-31  Validation of New Sybron Dental Specialties Amalgam Capsule Design   
(Project 00-41)

Beginning in August 1997, Federal service dental clinics reported to DIS that mercury was being released
during trituration from amalgam capsules made by Sybron Dental Specialties. This problem was the
subjec t of a length y DIS Pro blem  Reso lution Ass istance P rogram  (PRA P) action .  During the  PRAP , DIS
confirmed that a defective amalgam capsule design was responsible for the mercury release.  It was also
determined during the PRAP that mercury release during trituration had been an ongoing problem for
many years with the capsules.  The mercury release was replicated and confirmed in the DIS dental
materials testing laboratory.  Sybron Dental Specialties did modify the capsule design but that did not
successfully resolve the problem.

The Defense Service Center Philadelphia (DSCP), upon the recommendation of the Joint Services Dental
Material Coordinating Group, removed the National Stock Number (NSN) listing for all Sybron Dental
Specialties amalgam products in the spring of 2000.  It was the recommendation of the Joint Readiness
Clinical Advisory Board (JRCAB) that no new NSN listing be provided for them unless new Sybron Dental
Specialties amalgam capsules were shown to have corrected the problem of mercury release.

In May 2000, Sybron Dental Specialties marketed a new amalgam capsule.  The new design features a
physical loc king of th e caps ule halves  and us es a "pillow p ack" fo r holding the  merc ury prior to trituration . 
Unlike the old capsules, the new ones are self-activating.  DSCP and JRCAB asked DIS to evaluate the
new  caps ule de sign  befo re ac cep tanc e them in to the  fede ral se rvice  inven tory.

ADVANTAGES:
+ Mercury leakage from inside of the new capsules was not observed during the evaluation.
+ Capsule design features physical interlocking of the internally beveled capsule halves.
+ Pillow pac k m ercury co ntainm ent sho uld preve nt gross  merc ury contam ination in the u nlikely event th at 
   capsule halves are dislodged before trituration.
+ Dependably self-activating.
+ Ca psu le des ign allo ws th e rec app ing of  used  am algam  caps ules  befo re dis posal.



+ No mercury vapor was detected during trituration.

DISADVANTAGES
-  Microscopic me tallic mercury was observed on the cap sules � exterior.
-  Microscopic droplets of mercury were found in the amalgamator mixing chamber following capsule 
   mixing.
 
SUMMARY AND CO NCLUSIONS:
Sybron Dental Specialties has a new dental amalgam capsule that is designed to prevent mercury leakage
during trituration, which was observed with its previous amalgam capsule.  The new amalgam capsules
are self-activating and have both an internal-bevel overlapping internal seal and an outer physical-locking
featu re tha t should ef fectiv ely im pede the  leak age  of m ercu ry durin g tritur ation .  Mer cury c onta inm ent is
accomplished with a pillow pack that should prevent mercury contamination in the unlikely event that the
capsule  halve s bec om e sep arate d bef ore tr ituratio n.  No  gros s m ercu ry leak age  was  obse rved  durin g this
evaluation and all capsules reliably self-activated.  Some m inor manufacturing ass embly errors were
noted, but they were within acceptable limits.  Microscopic mercury contamination on the exterior of the
capsules was noted, which may have been the reason for microscopic mercury contamination in the
mixing chamber of the amalgamator after trituration.  It is important to note, however, that other
manufacturers � capsules show similar contamination on their capsules � external surfaces.  The new
ama lgam  capsu le by Sybron Dental Specialties, which will consist of amalgam products to include Tytin,
Tytin FC, Con tour, and Sybraloy is rated Acceptable for use by the federal dental services.

(Lt Col Roberts)

61-32  Delton FS+ Flowable Sealant              (Project 00-18)

Delto n FS + flow able s ealan t is based  on the fam iliar De lton p it and  fissu re se alant  syste m th at has bee n in
clinical use for over 20 years.  Delton FS+ features the Direct Delivery System, which consists of a brush-
tipped applicator at the end of a unit-dose delivery tube.  The manufacturer states that this brush-tipped
cartridge provides easy application and allows the clinician to work the sealant material into pits and
fissures.  Delton FS+ is said to contain two sources of fluoride and requires 20 seconds of visible light
curing for polymerization.  Dentsply Preventive Care states that Delton FS+ is filled 55 percent by volume
to provide  adequ ate wea r resistan ce.  The  sealant is a vailable in both  tooth-co lored and  opaqu e shad es. 

Man ufacturer:
Dentsply Preventive Care
1301 Smile Way
P.O. Box 7807
York, PA 17404-0807
(800) 989-8826
(717) 767-8502
(800) 278-4344 FAX
www.prevent.dentsply.com

Suggested Retail Price:
$136.50 Delton FS+ Introductory Kit (item number 2995)

- 50 c artrid ges  (total o f 4 m L of s ealan t ma terial)
- 1 DDS autoclavable applicator
- 1 EZ Etch Syringe (3 mL)
- 25 etch syringe tips

Government Price:
$82.08 Delton FS+ Introductory Kit (item number and contents as listed above)

ADVANTAGES:
+ Based on familiar Delton pit and fissure sealant material that has a long, positive, clinical performance 
   histor y.
+ Contains fluoride.
+ Should be more wear-resistant than unfilled sealant materials.
+ Unit-dose delivery system integrates well into existing clinical application technique.
+ Phosphoric  acid e tch gel is ea sy to apply.
+ Enclosed ins truct ions  are e asy to  read  and c onta in ade qua te de tail.
+ Available in either tooth-colored or opaque shades.
+ Contains MSDS.



DISADVANTAGES:
-  Applicator system may result in excess sealant material being expressed into pits and fissures.
-  Sea lant m ateria l'�s visc osity m ay pro duce void s and  poro sity wh en ap plied w ith the  Direc t Deliv ery 
   System.

SUMMARY AND CO NCLUSIONS:
Delto n FS + is a v isible lig ht-cu red, u nit-do se, flu oride -con taining pit an d fiss ure s ealan t that is  availa ble in
two shades.  The pro duct �s purported filler content of 55 percent should mak e Delton FS+ the m ost wear-
resistant of all of Dentsply �s marke ted sealant materials.  Delton FS+ is packa ged with the Direct Delivery
System, which features a brush tip at the end of the application cartridge.  Clinical evaluators reported that
Delton FS+ integrated well into their existing clinical technique, but some evaluators reported that the
Direct Delivery System tended to express excess sealant material during application.  Also, the viscosity of
Delton F S+ m ay mak e it more  suitable for  preven tive resin res torations th an as a  pit and fissu re sealan t. 
Delton FS+ is rated Accep table  for use by the federal dental services.

(Lt Col Roberts)

61-33  Prophyflex 2 Cleaning and Polishing System     (Project 98-57)

The Prophyflex 2 is a self-contained, com pact, air-driven handpiece that delivers water and abrasive
mixture through a right-angle handpiece tip.  The product is used for removing stain and plaque deposits 
from  tooth struc ture.  The  device h as a glas s conta iner locate d on the d istal end of th e hand piece into
which abrasive powder is placed.  Powder for the unit is sold by KaVo and ranges in size from 30 to 130
mic rons .  It is ava ilable in  an or ange or n eutra l flavo r, con tains  sodiu m h ydrog en ca rbon ate, a nd is s old in
a unit-dose, 12-gram, foil package.  Each box has one hundred packages.  The Prophyflex 2 must be
attached to a KaVo multiflex coupling for proper operation.  Two quick-disconnect, 90-degree tips are also
included.  All Prophyflex 2 components are purported to be fully sterilizeable.  The main body of the
handpiece is smooth while the upper half of the handpiece body is textured to aid in holding the
handpiece.

Man ufacturer:
KaVo America Corporation
340 East Main Street
Lake Zurich, IL 60047
(888) 528-6872
(847) 550-6800
(847) 550-6434
www.k avo.com /english/sta rtseite.htm

Suggested Retail Price:
$1,135.00 KaVo Prophyflex 2 Kit (573-0730) contains:

-one Prophyflex handpiece bod y with glass container 
-two tips
-five packages of powder
-four various sizes of cleaning tips

$140.00 100 package s of foil powder 

Government Price:
$660.29 KaVo Prophyflex 2 Kit (item number and contents as listed above)

$88.19 100 package s of foil powder 

ADVANTAGES:
+ Re mo ves s tain e ffec tively.
+ Conn ects to pr ovider ha ndpiece  hose, re quiring no  other eq uipm ent.
+ Performance is excellent even after repeated handpiece sterilization.
+ Device worked w ell using another manufacturer �s less expensive abrasive pow der.
+ Quiet.
+ Easy to change tips.
+ Easy to refill powder container.
+ No co mpla ints of sen sitivity from pa tients during  treatm ent.
+ Compact; ideal for small dental treatment rooms having little storage space.
+ Easy to clean.



DISADVANTAGES:
-  Difficult to de termin e and c hange  power s ettings. 
-  Brand of powder recom mended  for unit (KaVo) is more than twice as exp ensive as another popular  
    manufacturer's pow der.
-  Pow der is  used  up qu ickly.
-  Users felt the unit was bulky, heavy, and cumbersome.
-  Patients found the unit unattractive.

SUMMARY AND CO NCLUSIONS:
The K aVo Pr ophyflex 2  is a quiet de vice that rem oves sta in just a we ll as other air-d riven abra sive units
that DIS evaluators had used in the past.  However, it was judged to a little heavier than other units and
was cumbersome to manipulate at first.  Unlike other air-driven abrasive prophylaxis units, the Prophyflex
2 attaches to the dental unit air line, obviating the need for any modification of the dental unit.  The product
is compact and well-suited for operatories with little available counter or storage space.  The KaVo powder
supplied with the unit works well, however, at least one brand (Dentsply) of less expensive powder works
just as well. Only two of five evaluators stated they would purchase the Prophyflex 2, probably because of
the unit's bulkiness and weight.  Interested potential buyers should try the unit (when possible) before
buying it in order to determine if these characteristics are acceptable to them.  The Prophyflex 2
Cleaning and Polishing System is rated Accep table  for use b y the federa l dental serv ices. 

(MSgt Belde)

61-34  2000 DIS Equipment Survey

In August, the Year 2000 Federal Services Equipment Survey was mailed to all Department of Defense
dental facilities.  DIS had sent out a similar survey in 1995, the results of which were published in Dental
Items of Significance #46 and #47.  As with the previous survey, our objective was to compile data on the
dental equipment currently being used by federal service dental facilities and to ascertain user satisfaction
with this equipment.  The survey was sent to all dental commanders  who were asked to assign the task of
completing the survey to the individual(s) who had the most knowledge and experience with a given piece
of equipment.  Each  response represen ts the  consensus of opinion from  individual dental health care
workers at each dental facility.  Two hundred seventy-two (272) facilities (representing the Air Force,
Nav y, Arm y, Coa st Guard , VA, P ublic H ealth , and  Priso n Sys tem ) responded  to the  surv ey.

The survey reports on the following pieces of equipment:  steam sterilizers, panoramic x-ray units, intra-
oral x-ray units, x-ray autoprocessors, curing lights, dental chairs, dental units, dental  operating lights,
high-sp eed ha ndpiece s, slow-s peed h andpiec es, and  triturators.  W hen rea ding the re sults, pleas e note
that for each of the equipment items, a short narrative is presented that summarizes the overall results of
the surve y.  For e ach  type o f equ ipm ent, g raph s hav e bee n use d to p rese nt:  m arke t sha re by c om pany,
market share by model, how satisfied users were with the item, to what degree it met their needs, and
whether or not they would buy it again.  Please note that each graph also presents the number of
responses used to produce the results.  For the market share graphs, the numbers represent total number
of units (i.e., pieces of equipment).  For the "User Satisfaction," "Meets Users � Needs," and "Buy Again"
graphs , the num bers indic ate num ber of res ponse s (i.e., facilities).  DIS believes that the "User
Satisfaction" and "Buy Again" graphs provide very useful information when making a purchasing decision.

A brand of equipment that you use in your clinic may not be mentioned in our equipment survey.  You
should no t infer  that th ese  bran ds ar e infe rior, howe ver.  T he fa ct tha t they a re no t disc ussed sim ply
indicates that we received an insufficient number of responses for them and, as a result, could draw no
me aning ful co nclusions abo ut the ir perf orm ance or value.   Pleas e also  note  that in  som e cas es, c ertain
mod els evalua ted in the su rvey are no  longer be ing ma nufactu red or are  now so ld by other co mpa nies. 
These items are included in the results to assist consumers in making decisions about when and if an item
should be replaced.  If a potential replacement item is less reliable or user friendly than your present piece
of equipment, you may want to keep it in service as long as possible.

Finally, each piece of equipment discussed in the survey is given a "Con sum er Satisf action  Score ." 
This score was developed by DIS in an attempt to condense and summarize all of the graphical
informa tion p rese nted  in the r esu lts.  Th e follo wing  inform ation  abou t how  the score  was  calcu lated  is
provided so that you better understand its significance and limitations.  When users rated an equipment
item during the survey, they were asked to rate their level of satisfaction with the item.  Possible answ ers
were "Very High," "High," "Average," "Low," and "Very Low."  These possible choices were also given
numerical scores (i.e., +2 for "Very High," +1 for "High," 0 for "Average,"  � 1 for "Low," and  � 2 for "Very
Low").  For each possible item choice, the number of respondents selecting the choice was multiplied by
the numerical score assigned to the choice.  These were then added together and averaged by dividing by



the total num ber of res ponde nts.  A sim ilar calculation  was do ne for the  question  asking  the user s to rate
the item �s ability to meet their needs.  To obtain the Consumer Satisfaction Score for each equipment
item, the two scores were added and averaged.  The highest possible overall Consumer Satisfaction
Score that an item could have is +2 and the lowest is  � 2.  Small differences between Consumer
Satisfaction Scores for products are probably of no meaningful importance.  In fact, differences between
produc ts proba bly only becom e impo rtant to the c onsum er when  scores  vary by one fu ll unit or mo re.  In
interpreting the scores, you should keep in mind that they are, by nature, subjective.  Prior to purchasing
any piece of equipment, consumers are advised to obtain and review a variety of information from many
sources.  By doing so, you will ensure that your decision is an informed one and you will maximize the
chances that you will be satisfied with your selection.

(Co l Barto loni)

Visible Light Curing  Units
Cho osing a vis ible ligh t curin g unit  is critic al due  to the  grow ing nu mb er of  light-a ctivat ed de ntal m ateria ls
that are becoming available.  The majority of the market share by company (63%) is held by the Demetron
Rese arch C orporatio n (now o wned b y the Kerr C omp any); Cau lk  has on e-fourth  of the m arket (2 5%). 
The m ost pop ular m odel is the O ptilux 400 (D eme tron) whic h com prised 22 % of the  lights in the su rvey. 
The tw o other m ost com mon  units are th e upda ted Op tilux 500 (14 %) an d Optilux  401 (14 %) bo th
man ufacture d by Dem etron.  In all thre e categ ories ex amin ed in the s urvey (i.e., Us er Satisfa ction, Me ets
Users � Needs, and Buy Again), the Optilux 500 received the highest scores, although in some cases the
differences between the three models were not large.  Positive comments received about the Optilux 500
included  that it was ea sy-to-use , had goo d light outpu t, and was  more  versatile tha n the othe r brands . 
Many customers commented that they appreciated the built-in light meter as well.  Negative features
included difficulty with disinfecting and barrier-protecting the unit.  The Consumer Satisfaction Scores for
the units were Optilux 500 (+1.5), Op tilux 401 (+1.3), and Optilux 40 0 (+0.9).

Intraoral X-Ray Units
Today the dental community is flooded with new technologies in radiology, including direct current
generators and digital sensors.  The presence of these new technologies makes it more important than
ever to have a high-quality intraoral x-ray unit for diagnostic and treatment planning purposes.  Gendex
(formerly General Electric) has 65% of the market share by company, followed by Siemens (13%), and
Phillips (5%), which is now owned by Gendex as well.  The most popular models are the Gendex GX-1000
(26%), Gendex GX-770 (19%), and the Gendex GX-900 (5%).  Positive comments regarding the Gendex
GX-1000 were that the unit was very reliable, sturdy, easy-to-operate, and rarely required repair.  Criticism
of it included its heavy, bulky design and occasional tube head drift.  Positive comments about the Gendex
GX-770 included that it was easy to m aintain, lightweight, and well balanced.  Negative com ments were
that its tube head drift required frequent, difficult adjustments.  The G endex GX -900 was found to perform
admirably the majority of the time but, as with the other units, it too exhibited tube head drift.  Overall, the
majority of the respondents were very satisfied with the Gendex intraoral x-ray units.  The Consumer
Satisfaction Scores were Gendex GX-770 (+1.4), Gendex GX-1000 (+1.2) and the Gendex GX-900
(+1.2).

Panoram ic X-Ray Units
There  are m any factor s to con sider wh en purc hasing a  panora mic un it.  Dental Items of Significance #44
provided a detailed discussion of the some of the more important factors, and Dental Items of Significance
#53 had an updated synopsis of available units.  The majority of the market share by company is held by
Gend ex (34% ).  Siem ens, Plan mec a, and J. M orita shar e the m ajority of the re main der of the  mark et with
27%, 16%, and 7% respectively.  The most popular model is the Planmeca PM 2002 CC, which
represents 16% of the models.  The next most common models in federal dental facilities are the Siemens
OP-1 0 and G endex  GX-P an, both o f which h ad 12%  of the m arket s hare.  T he Pan elipse II (G endex ), with
7% of the market, rounded out the survey.  (Please note the OP-10 and Panelipse II are no longer
available).  For the Planmeca PM 2002 CC, users appreciated its versatility, wide range of settings,
minimal maintenance, and ability to produce high-quality radiographs.  Negative characteristics were the
unit's complicated operating features and poor accommodation for large-sized patients.  The Siemens OP-
10 was pr aised for  its dependab ility, but u sers  com plaine d abo ut its p oor h ead  rest d esign and  difficulty in
accommodating taller patients.  Users of the GX-Pan enjoyed the unit's ease of operation and minimal
repair requirements, but disliked the lack of light guides for positioning patients.  The Panelipse II was
rated as a  �workhorse, � but users found it to have a narrow trough and they had difficulty with patient
alignment.  The Consumer Satisfaction Scores  for these panoramic units were Planmeca PM 2002 CC
(+1.4), Siemens O P-10 (+1.1), Gende x GX-Pan  (+1.0), and the Gen dex Panelipse II (+0.6).



Triturators
A dependable and proper functioning triturator is important because the physical properties of some dental
materials depend on their being mixed at the proper frequency for the correct time.  The DIS Equipment
Surv ey fou nd that a m ajorit y of the  ma rket  shar e by co mp any (5 1%) is he ld by the  Cau lk Co mp any,
follow ed by K err (3 8%).  Th e m ost popu lar m ode l, as ind icate d by m arke t sha re, is th e Ke rr Au tom ix
(34%).  The two other most comm only used units are Caulk's Promix (23%) and Vari-Mix III (21%).  The
majority of the positive comments received about the Kerr Automix dealt with its reliability, ease-of-use,
and ease of disinfection.  Users also appreciated the fact that the Automix is easily programmed for mixing
speed and time by using plastic cards.  Some providers, however, were frustrated because cards are not
available for all brands/types of mixed materials.  The Caulk Promix was found to be quiet, durable, and
infection control-friendly.  The most common complaint dealt with the difficulty in removing amalgam
capsules from the holder.  The Caulk Vari-Mix III was valued by its users for its simple design, and the
ease w ith which its s ettings ca n be ch anged .  Users  also m entioned  that caps ules wer e easy to loa d into
the holder.  On the negative side, it was found to be less versatile than other triturators.  The Consumer
Satisfaction Scores were Caulk Prom ix (+1.2), Kerr Automix (+1.0), and C aulk Vari-Mix III (+1.0).

X-Ray Pro cessors
Automatic x-ray processors increase work efficiency in busy dental clinics by reducing processing times,
processing multiple films simultaneously, and producing consistent results.  The vast majority of the
mar ket sha re for pro cesso rs is held b y Air Tech niques (8 0%), fo llowed by G endex  (9%), a nd De nt-X (7% ). 
Market share indicates that the m ost popular units are all made by Air Techniques:  the A/T  2000 (34%),
A/T 2000Plus (20%), and the 2000XR (14%).   It should be noted that the Air Techniques 2000XR has
now replaced the other two models.  Positive comments regarding the 2000XR included ease-of-use and
low maintenance, but many technicians found the film processing time to be slow.  The Consumer
Satisfaction Scores were Air Tech nique s A/T 20 00XR  (+1.1), Air T echn iques  A/T 200 0 (+1.1), a nd Air
Techniqu es A/T 2000Plus (+0.8).

Steam  Sterilizers
Sterilization of dental instruments/equipment is the most essential component of a proper dental infection
program.  Although several types of sterilizers are available for rendering instruments sterile, one of the
most comm on is the steam sterilizer.  The DIS Equipment Survey determined that the largest market
share by company is held by Pelton & Crane (47%), while Amsco (now owned by Steris Corporation), and
Castle (now called Getinge/Castle) have 16%  and 15%,  respec tively.  The m ost comm on mode ls were
the Pelton & Crane Validator Plus (17%) and  Pelton & Crane Magna-Clave (13%); the Castle 3533,
Pelton & Crane Delta 10, and Tuttnauer 3870 E each held 4% of the market share.  The most frequent
positive co mm ents ab out the Pe lton & Cra ne Valida tor Plus w ere its use r-friendlines s and d epend ability. 
Tech nicians c omp lained, how ever, that p acks  tended to  be wet w hen the s terilization cycle wa s com plete. 
The Pelton & Crane Magna-Clave was found to require minimal repairs, and technicians liked its larger
chamber size, but found the recording system too cumbersome.  The Castle 3533 was rated  favorably for
customer support, but many technicians mentioned that repairs were frequently necessary.  Reliability was
the m ost fr equent positive  com me nt about th e Pe lton &  Cran e De lta 10 .  One  draw back wa s its sma ll
chamber size which limits its applications.  The Tuttnauer 3870 E was rated easy-to-use, and clinics
enjoyed its larger chamber size.  Unfortunately, users reported that it required frequent service calls and
customer support from the manufacturer was poor.  The Customer Satisfaction Scores were Pelton &
Crane Delta 10 (+1 .2), Pelton & Crane M agna-Clave  (+1.1), Pelton & Crane  Validator Plus (+0.8),
Castle 3533 (+0.6), and T uttnauer 3870 E  (+0.1).

Dental C hairs
Denta l chairs sh ould be d esigned  to provide p atient sup port and  com fort withou t limiting prov ider acc ess. 
As was the case in 1995, A-dec continues to hold a majority of the market share (78%), although the
perc enta ge is le ss th an it was fiv e year s ago .  Den talEZ  holds  the second lar ges t portio n of th e m arke t in
federal dental facilities (17%).  The fou r most com mon m odels were reported to be the A-dec 1 040 (31%),
A-dec 1005 (22%), DentalEZ E3000 (11%), and the A-dec 1021 (11%).  Positive comments about the A-
dec 10 40 includ ed its well-de signed e rgonom ics, durab ility, and ease o f progra mm ing.  Patients
complained about its lack of comfort, however, and providers disliked its rather short arm rests.  The A-dec
1005 re ceived p raise from  providers  becau se it allowed  easy acc ess to the  patient.  It was  also repo rted to
be reliable, but clinicians disliked its upholstery seams because they hampered infection control.  Some
users noted that they disliked the slowness with which it moved into its various positions. The DentalEZ
E3000 was found to be easy to clean, but the upholstery tended to crack easily.  The A-dec 1021 was
rated as easy to use and disinfect, but patients complained about lack of comfort.  The Consumer



Satisfaction Scores were A-dec 1021 (+1.2), A-dec 1005 (+1.1), A-dec 1040 (+1.0), and DentalEZ E3000
(0.0).

Operating L ights
Key featu res of de ntal opera ting lights are  brightnes s, stability, ease  of focus ing and p ositioning, ad equate
size of the illumination field, proper color temperature, and lack of shadows.  The DIS Equipment Survey
found that A-dec holds the majority of the market share (62%), followed by Pelton & Crane (21%) and
DentalEZ (11%).  The most popular models were the A-dec 6300 (62%), Pelton & Crane LFT II (13%), and
the DentalEZ Distinction (9%).  The A-dec 6300 was praised for its reliability, durability, intensity, and ease
of adjustment.  Negative features included difficulty in replacing the light bulb and limited durability of the
plastic light cover.  Positive comments for the Pelton & Crane LFT II included its illumination field size and
lack of shadows, but it was judged difficult to clean and had problems with electrical shorts.  The DentalEZ
Distinction was rated favorably for its ease of bulb replacement, but most clinicians found its intensity and
field of illumination to be lacking.  The Consumer Satisfaction Scores were A-dec 6300 (+1.2), Pelton &
Crane LFT  II (+0.8), and DentalEZ Distinction  (+0.3).

Dental Units
Today, dental units are being redesigned to address clinician needs for improved infection control.  For
example, they are provided with surfaces that are easier to clean and barrier-protect, and handpiece
delivery systems that may help prevent percutaneous injury.  The DIS Equipment Survey indicated that
the majority of the market share by company is held by A-dec (69%) and DentalEZ (27%).  The three most
popular mode ls are the DentalEZ AS300 0 (19%), A-dec 204 0 (16%), and A-dec  2122 (10%).  Th ere were
no positive comments received for the DentalEX AS3000, but negative comments included its poor design
with too many plastic components, lack of reliability, and frequent maintenance problems.  The A-dec
2040 and 2122 were praised for their minimal down time and ease of use.  Positive comments were also
made about the ease with which it can be cleaned and the excellent technical support provided by the
manufacturer.  Some clinicians did not like the design of the bracket arm in the 2040 model and the
inabilit y to lock-on  the flu sh bu tton o n the  2122  mo del.  M ost s urve yed pr actitio ners  dislik ed the  �buggy-
whip �  delivery style on available models.  The C onsum er Satisfaction Scores were  A-dec 2122  (+1.4), A-
dec 2040 (+1.1), and D entalEZ AS3000 (+0 .4).

Slow-speed Handpieces
The  slow-spe ed ha ndp iece  perform s m any fu nctio ns inc luding  oral p roph ylaxis , carie s rem oval, p in
placement and chairside prosthetic adjustments.  To be effective, a slow-speed handpiece must be
capab le of variable  speed s, dem onstrate  adequ ate pow er, and h ave a rev ersible m otor.  The  DIS
Equipmen t Survey found that Midwest had the m ajority of market share (78%), followed by Star (14% ),
and  KaVo (8%).  The most common models were the Midwest Shorty (76%), Star Titan (9%), and KaVo
Intraflex (6%).  The majority of positive comments about the Midwest Shorty centered on reliability and
handling comfort.  On the ne gative side, the Shorty was faulted for its lack of fiberoptics and labor-
intensive maintenance.  The Star Titan was praised for its dependability, but some providers found the
handp iece difficu lt to hold for ex tended  periods o f time.  T he Intraflex  was give n high m arks fo r its
fiberoptics, but was downgraded due to the tendency for its motor to "freeze."  The Consumer Satisfaction
Scores were Star Titan (+1.0), Midw est Shorty (+0.9), and K aVo Intraflex (+0.5).

High-speed Handpieces
Today �s dental practices require the use of dependa ble, efficient high-speed handpieces.  W ith more
emphasis on the importance of proper infection control, high-speed handpieces are now routinely heat
sterilized between patients.  This has caused a higher rate of handpiece failures and an increased need
for repairs.  The DIS Equipm ent Survey found that Midwest had the m ajority of market share (42%),
followed by Star (36%), and KaVo (18% ).  The most preva lent models were the M idwest Tradition (33%),
Star 430  SW L (26% ), and the K aVo 63 5 B (8% ).  The M idwest T radition wa s rated fa vorably for its
dependability and compact head size, but clinicians felt the fiberoptics degraded quickly.  For the Star 430
SWL, providers enjoyed the small head size, swivel capabilities, and lubrication-free maintenance.  The
quality of its fiberoptics was judged to be poor, however.  Positive comments about the KaVo 635 B
included its excellent torque, easy maintenance, and outstanding cus tomer suppo rt; no negative
comments were mentioned.  The Consumer Satisfaction Scores were KaVo 635 B (+1.7), Star 430 SWL 
(+1.1), and Midw est Tradition (+0.8).



LABORATORY

61-35  QuickCut Die Saw (Project 00-12)

The  Quic kCut Die  Saw  is a ha nd-h eld, m otorized sa w for  sec tioning dies  on pr osth odontic c asts .  It is
claimed to cut pinned casts in less time than a conventional coping saw.  When connected to a suction
system, a tube that is built into the handle collects dust.  The QuickCut Die Saw uses a narrow, diamond-
coa ted b lade that is  purp orted  to allow  the cutting  angle  to be  chan ged  durin g ope ration .  This  unit
includes  a device  that is desig ned to se curely hold d ental cas ts during u se and  is said to ac com mod ate
both full or qu adrant c asts.  Fo r safe op eration, the  Quick Cut Die  Saw req uires two  hands  to opera te
because a sa fety bu tton o n the  cont rol bo x m ust be dep ress ed w ith one han d wh ile hold ing the han d unit
with the other.  This safety feature should preclude the technician from operating the saw while holding the
cast.  Although said to be applicable for most situations, the manufacturer advises against using the
QuickCut Saw to cut  �tight � margins.  The unit weights 15 pounds, is 9.5 � W x 17 �  H x 14 � D, and has a
three-fo ot-long ca ble.  Electrica l requirem ents for th e Quick Cut Die  Saw are  115 V, 60  Hz. 

Manu facturer: 
Whip Mix Corporation
361 Farmington Ave.
P.O. Box 17183
Louisville, KY 40217-0183
800-626-5651 
502-637-1451 
502-634-4512 FAX
www.whipmix.com

Suggested Retail Price:
$1538.50 QuickCut Die Saw

$92.30 Replacement Blades (2)

Government Price:
$1007.70 QuickCut Die Saw

$63.85 Replacement Blades (2)

ADVANTAGES:
+ Provide s fast, clea n, straight c uts resu lting in clinically acce ptable dies . 
+ Vacuum dust collection removes dust from the cutting field and from the operator �s breathing zone.
+ Engineered safety feature prevents accidental cutting of user �s hands.
+ Redu ces ha nd fatigue  com pared to  man ual copin g saw m ethod. 
+ Cas t table is eas y to adjust.
+ Is easy to set up.
+ W ell built.

DISADVANTAGES:
-  Can not be used in case s where adjacent m argins are close together.
-  Requ ires high-v olum e use to ju stify cost.
-  Has an initial learning curve.

SUMMARY AND CO NCLUSIONS:
The W hip Mix Q uickC ut Die Sa w is a han d-held m otorized die s aw with bu ilt-in vacuum  collection d evice. 
The s aw requ ires a learn ing period  for user s to m aster it and  gain con fidence  in its two-han ded op eration. 
The 3 60-deg ree adju stable tab le provides  easy acc ess to the  cast an d can b e used  to hold qua drant ca sts
as well.  When connected to a vacuum system, the saw maintains a clear cutting field and reduces clean-
up time .  The diam ond-co ated, 0.01 5-m m-thic k blade  cuts qu ickly, and its flex ibility permits the  user to
chang e direction  while cutting .  The Q uickC ut Die Sa w reduc es han d fatigue a nd saw ing time  com pared to
conventional manual methods.  Drawbacks include the inability to section dies with close adjacent margins
and high initial cost.  Users also expressed a desire for an armrest to help them stabilize the saw when 
making cuts.  Evaluators thought the unit is best suited for use in a high-production laboratory.  The  



INFECTION CONTROL

QuickCut Die Saw  is rated Accep table  for use by the federal dental service.
(TSgt Osborn)

61-36  Bio2000 --  For Update, see end of report                       (Project 00-16)

Bio2000 is a mint-flavored, full strength, antimicrobial, multipurpose disinfectant that contains
chlorhexidine as the active ingredient.  The product is placed in a separate water reservoir container and
can be  used  (1 ) overnigh t as a den tal waterline c leaner an d/or (2) co ntinuous ly as a coola nt/lubrican t with
the high-speed handpieces or ultrasonic scalers.  The manufacturer claims that nightly application
achieves the American Dental Association (ADA) goal for microbiological quality of dental treatment water
(i.e., less than 200 colony-forming units per milliliter).  When used continuously, it is purported to increase
bur cutting efficiency, reduce aerosol production, and decrease odors and foul tastes during dental
procedures.  The manufacturer claims that Bio2000 will not corrode metals, clog valves, stain, or cause
foaming.  The product is available in 17-ounce bottles (10 per case) or in a 2.6-gallon jug with a spigot for
ease of dispensing.

Man ufacturer:
Micrylium Laboratories
523 Ennslin Drive
Danville, KY 40422
(800) 489-8868
(606) 936-0423 FAX
www.micrylium.com

Suggested Retail Price:
$99.95 One (1) case of Bio2000 (ten 17-ounce bottles)
$185.00 One (1) 2.6-gallon jug with spigot

Government Price:
$70.00 One (1) case of Bio2000 (ten 17-ounce bottles)
$129.50 One (1) 2.6 gallon with spigot

ADVANTAGES:
+ Pro duced water q uality th at m et the  ADA  goal.
+ Easier to use than bleach.
+ Less likely to cause damage to dental units than bleach.
+ Authorized for use by A-dec.
+ No mixing or dilution required.
+ Only a sm all amo unt is nee ded for w aterline trea tmen t.
+ Can be used  with any type of separate water reservoir.
+ Easy to dispense using spigot provided.
+ Blue color simplifies application.
+ Simple instructions.

DISADVANTAGES:
-  More expensive than bleach.
-  Manufacturer recommends nightly use.

SUM MARY  AND CO NCLU SIONS: 
Bio2000 was rated as "Ex cellent" for all handling properties and clinical acceptability.  During the four-
week test period, all tested water samples met the ADA goal for unfiltered output water.  The product
requ ires n o dilut ion an d use s only 2 .5 ounces of s olution to tre at each de ntal unit.  Th e m ain
disadvantages were its greater cost compared to diluted bleach, and the need for nightly application as
recom men ded by the  man ufacture r.  Bio2000 is rated Accep table  for use by the federal dental services.

(Co l Barto loni)

David G Charlton



Update:  An advertisement for this product app eared in the Decem ber 2000 issue of General Dentistry
that claimed that the product is "recommended and preferred" by the US Air Force. Tha t state me nt is
incorrect.  DIS neither recom mends  nor prefers Bio200 0 over any oth er such prod uct.  DIS has
requested that Micrylium Laboratories refrain from using such advertisements in the future because our
standa rd pre-e valuation a greem ent proh ibits it.

61-37  Jet Shield (Project 99-31)

The Jet Shield is a device that is attached to the end of a Dentsply air polishing tip and the existing dental
unit suction system for the purpose of reducing aerosols during treatment.  The device consists of rubber
suction tubing, rubber tubing that fits the end of the polishing tip (Jet Shield Assembly), and clips for
holdin g the  tubing togethe r.  At the end  of the  Jet S hield A ssemb ly, a rou nd, ru bbe r cup  surrounds the air
polishing tip.  As the air polisher sprays powder against the tooth, the powder is suctioned back through
the rubber cup, purportedly reducing the amount of powder aerosol in the dental treatment room.  Five of
the s ix par ts of th e Jet  Shie ld are  re-us able a nd sh ould b e disin fecte d betwee n pat ients . The  only
disposable part is the Jet Shield Assembly.  Instructions for both assembly and clinician use are provided
with the pro duct.

Man ufacturer:
Dentsply Preventive Care
1301 Smile Way
P.O. Box 7807
York, PA 17404-0807
(800) 989-8826
(717) 767-8502
(800) 278-4344 FAX
www.prevent.dentsply.com

Retail Price:
$84.60 (item num ber 80579) 

Government Price:
$55.28 (item number as listed above)

ADVANTAGES:
+ Clinical users believed the device was effective in reducing aerosols.
+ Jet  Shie ld Assem bly is dis posable,  which enh ances inf ectio n con trol.
+ Minimal time is required for set-up/break-down.
+ Easy to replace after initial set-up.

DISADVANT AGES:  
-  Adds cost to procedure ($0 .55).
-  Decreases visibility of treatment area during use.
-  Does not effectively suction all water from treatment area.
-  Precludes the simultaneous  use of low volume sa liva ejector.

SUMMARY AND CO NCLUSIONS:
Reducing contaminated aerosols in the dental treatment room is one way of helping to prevent potential
staff and patient contamination.  The Jet Shield is not meant to take the place of high- or low-volume
suction, but is intended to be used as an adjunct in removing the abrasive powder aerosol generated
during air polishing procedures.  During this evaluation, all the clinical users gave the Jet Shield a
favorable rating for its ability to reduce aerosols.  The device requires minimal time for installation and
disposal, however there is an added cost when using it.  The Jet Shield is rated Acceptable for use by
federa l dental serv ices. 

(MSgt Belde)


